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Notes on instrument safety 


The Axiovert 200 / Axiovert 200 M microscopes were designed, produced and tested in compliance with 
DIN 61010-1 (IEC 1010-1), Safety requirements for electrical measuring, control and laboratory 
instruments, and meet the requirements of appendix | of directive 73/23/EC and the relevant CSA and UL 
directives. The instruments meet the requirements of the EC directive 89/336/EC and the EMC legislation 
of November 9th 1992. This operation manual includes information and warnings which must be 
observed by the user. 


The following warning and information symbols are used in this manual: 


ie NOTE 
This symbol is a warning which you must observe under all circumstances. 


[t | CAUTION 
This symbol is a warning which indicates a hazard to the instrument or instrument system. 


CAUTION 
This symbol is a warning which indicates a hazard to the user of the instrument. 


CAUTION 
UV radiation is emitted! 


A CAUTION 
Hot surface! 


4 


CAUTION 
Disconnect the instrument from the line before opening it! 
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The Axiovert 200 microscopes, including original accessories, may only be used for the microscope 
techniques described in this manual. 


Particular attention must be paid to the following notes: 


[1] 


AN 


[> 


E> HP 


The manufacturer cannot assume any liability for any other applications, possibly also involving 
individual modules or single parts. This also applies to all service or repair work which is not 
carried out by authorized service personnel. Furthermore, this forfeits all the claims against 
warranty 


The power plug must be inserted in a socket featuring a grounding (earth) contact. The 
grounding effect must not be made ineffective by an extension cable which does not have a 
protective ground wire. 


If it is established that the protection measures are no longer effective, the instrument must be 
switched off and safeguarded against inadvertent operation. For repair of the instrument, 
contact the Carl Zeiss microscope service in Germany (see page 4-6) or your local Carl Zeiss 
agency. 


The Axiovert 200 microscopes are not equipped with any special devices for protection from 
substances which are corrosive, toxic, radioactive or otherwise hazardous to health. All the 
legal regulations for accident prevention, particularly those in the respective countries, must be 
observed when handling such substances. 


Before switching on the power unit for the HBO 50/100, check whether it is suitable for the 
line voltage present. 

Always disconnect the instrument from the line before opening the instrument and before 
changing the fuses. 

Make sure to use only fuses of the rated power required. The use of makeshift fuses and the 
short-circuiting of the fuse holders are not permitted. 
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AN 


[=] [> 


Gas discharge lamps, e.g. HBO 100, emit ultraviolet radiation which can cause burns on the 
eyes and skin. Therefore, never look directly into the light of these lamps and avoid direct, 
unprotected incidence of their light on your skin. When using the microscope, always use the 
protective devices belonging to the instrument (e.g. special attenuation filters). When hot, gas 
discharge lamps are under high internal pressure and must therefore be changed when cooled 
down by using protective gloves and goggles (for detailed information, please see the 
Operating instructions B 40-065 e). 


When fluorescence filters are used, the filter protecting from heat emitted by the microscope 
illuminator must not be removed, since fluorescence filters are sensitive to heat and their 
function might therefore be impaired. 


Placing objects against or covering ventilation slats can lead to a build-up of heat which will 
damage the instrument and, in extreme cases, cause a fire. Always keep the ventilation slats 
clear and make sure that no objects enter the instrument through the ventilation slats. 


Avoid touching the hot lamp housings. Always pull the power plug before changing the lamps 
and allow the instrument to cool down for approx. 15 mins. 


Dust and dirt can impair the performance of the instrument. Therefore, the instrument must be 
protected against these influences as far as possible, and covered with the dust cover if it is not 
used for longer periods of time. Always check whether the instrument is switched off before 
you cover it. 


The instruments may only be operated by trained personnel who must be aware of the possible 
danger involved with microscopy and the relevant application. 


The Axiovert 200 microscopes are opto-mechanical precision instruments which can be 
impaired in their performance or damaged when handled improperly. 
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Notes on warranty 


The manufacturer guarantees that the instrument has no material and production defects when 
delivered. You must inform us of any defects immediately and we must do anything to minimize the 
damage. If the manufacturer is informed of such a defect, he is obliged to remove it; it is his decision 
whether he does this by repairing the instrument or by delivering an instrument free of any defect. No 
guarantee is provided for defects caused by natural wear (wearing parts in particular) and improper use. 


The instrument manufacturer is not liable for damage caused by faulty operation, negligence or any 
other meddling with the instrument, particularly the removal or replacement of instrument components, 
or the use of accessories from other manufacturers. This forfeits all the claims against warranty. 


With the exception of the work specified in this manual, no maintenance or repair of the microscopes 
may be performed. Repairs may only be performed by Carl Zeiss service staff or specially authorized 
personnel. Should any defect occur with the instrument, please get in touch with the Carl Zeiss 
microscopy service in Germany (see page 4-6) or your local Zeiss agency. 
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Microscopy in transmitted-light brightfield in a few steps 


is Before starting to use the Axiovert 200, make sure to read the notes on instrument safety and 
the chapters entitled "Instrument Description" (Chapter 1) and " Start-up" (Chapter 2). 


e Make the microscope ready for operation as described in chapter 2 and switch it on via the On/Off 
switch (0-2/1). 


e Select the objective with the lowest magnification (e.g. 10x) on the nosepiece (0-2/2). Set factor 1x on 
the setting wheel (0-2/4) of the Optovar turret. 


e Open the luminous-field diaphragm or the aperture diaphragm completely by pulling lever (0-2/16) to 
the front until stop or by turning the setting wheel (0-2/20) to the front until stop. 


e Turn the setting ring (0-2/19) to move the condenser turret in position H for brightfield (or DIC). 


e Move reflector turret (0-2/5, if available) into the position without filter combination via the setting 
ring. 


e If required, remove analyzer slider (0-2/3) or switch to free light path. 
e Turn setting wheel for Sideport right / left / vis (0-2/22) to position 100 % vis (visual ©). 











e Turn setting knob for Frontport / Baseport / vis (0-2/23) to position 100 % vis ( “'S! ). 


e Set beam splitting ratio to 100 % vis (0-2/10) on the tube. Switch off the Bertrand lens (if available). 
Move combined rotary / slider knob (0-2/9) to position 100 % vis (@>). 


e Place a high-contrast specimen on the microscope stage (0-2/21). Adjust the binocular component. 





e Use the coarse / fine focusing drive (0-2/6) to focus on the selected detail of the specimen. Should no 
light be visible in the eyepieces, switch on the halogen illuminator via the HAL on / off switch (0-2/7). 


e Use the toggle switch (0-2/8) to set the light 
e e (0) e intensity to comfortable brightness. 
e Close luminous-field diaphragm (0-2/16) until it 
A B C D E is visible in the field of view, even if not in focus 
Fig. 0-1 Diaphragm settings in transmitted- (0-1/A). 
light brightfield according to e Focus on the edge of the luminous-field 


KOHLER diaphragm (0-1/B) by moving the condenser 
(0-2/17) vertically. 


e Center (0-1/C) luminous-field diaphragm via the centering screws (0-2/15 and 18) and open it until 
the edge of the diaphragm just disappears from the field of view (0-1/D). 








e Remove one eyepiece from the eyepiece tube (or swing in Bertrand lens) and set aperture diaphragm 
(0-2/20) to approx. 2/3 of the diameter of the objective exit pupil (0-1/E). Optimum contrast setting is 
dependent on the respective specimen. 


e Insert the eyepiece again (or swing out Bertrand lens) and refocus, if required, via the fine drive. 


e After the microscope has been set to transmitted-light brightfield in this way, changing to this special 
contrasting technique is now possible (see chapter 3 of this manual). 
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Axiovert 200 Name and intended application Carl Zeiss 
1 INSTRUMENT DESCRIPTION 
1.1 Name and intended application 
Manufacturer's name: Inverted microscope for transmitted light and epifluorescence 
Brief name: Axiovert 200 (manual version) 
Axiovert 200 M (motorized version) 


The Axiovert 200 microscopes fit in the product family of inverted transmitted-light microscopes as 
follows: 


Laboratory microscopes Research microscopes 
— Axiovert 25 — Axiovert 200 
— Axiovert 25 C — Axiovert 200M 


— Axiovert 25 CFL 


The Axiovert 200 microscopes are universally applicable inverted microscopes and are mainly used for the 
examination of cell and tissue cultures and of sediments in culture flasks, Petri dishes, microtiter plates, 
etc. in transmitted and reflected light. 


The Axiovert 200 microscopes permit the performance of the transmitted-light techniques brightfield, 
phase contrast, differential interference contrast and VAREL contrast, and the epi-fluorescence 
technique. 


The microscopes Axiovert 200 and Axiovert 200 M are the basis for scientific microscopic work on living 
cells. 


— The sturdy stand provides attachment possibilities for various tools (micromanipulation), different light 
sources, temperature control devices, etc. 


— Ample space is available for the specimens and the relevant handling systems on account of the 
inverted design, the LD illumination system of the microscope and the use of fixed stages. This 
permits the performance of experiments which would not be possible with upright microscopes. 


— The design allows the easy attachment of cameras, lasers, specific stages, etc. 
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Typical fields of application: 


Observation of intracellular processes in living cell cultures, cell/cell interactions, motility, growth, 
measurements of potential, drug detection, microinjection, IVF (in-vitro fertilization), toxicity 
examinations, patch-clamp technique, ion measurements, digital recording, long-time / time lapse 
examinations in combination with the automation of processes, z-sectioning, deconvolution, visualization 
of molecular structures, Fura (Ca measurement), GFP, optical tweezers and scissors, single molecule 
detection, TIRF .... 


Accessories for temperature control and incubation are described in the separate manual B 40-610 d/e, 
"Incubation systems on the Axiovert" . 
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1.2 Instrument description and main features 
The Axiovert 200 / Axiovert 200 M is available either as manual or as motorized version. The accessory 
components are part of a modular system. 


For documentation purposes, the Axiovert 200 / Axiovert 200 M can be equipped with the maximum of 
five camera / TV ports in accordance with the customer's requests. 


Adaptation possibilities are provided for heating stages, incubators and micromanipulators. 


Major instrument features: 

— ICS optics for image creation 

— high thermal and mechanical stability 

— high flexibility in documentation 

— improved ergonomic design 

— LCD display of instrument parameters 

— 23 mm field of view 

— Light Manager 

— modular design for optimum adaptation to the relevant application 
— 6-position nosepiece, coded 


— 5-position reflector turret, manual: can be changed on both sides; motorized: can be changed from 
the right 


— 5-position or 6-position condenser turret 

— 3-position Optovar turret 

— changeable aperture diaphragm and luminous-field diaphragm sliders in reflected light 
— fluorescence shutter 

— illuminators: HAL 100 W, HBO 50, N HBO 103, N XBO 75 

— Axiovert 200 M, all the major microscope functions are motorized. 
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Mounting frames for specimen stage with object guide 





Mounting frame M for specimen slider 76 x 26 
471719-0000-000 


Mounting frame M for microtest plates 
471747-0000-000 


Mounting frame M for Petri dishes, dia. 36 mm 
471742-0000-000 
Mounting frame M for Petri dishes, dia. 54 mm 
471743-0000-000 
Mounting frame M for Petri dishes, dia. 65 mm 
471758-0000-000 
Mounting frame M for Petri dishes, dia. 88 mm 
471759-0000-000 


471746-0000-000 


Mounting frame M for multitest dishes 
471744-0000-000 


Universal mounting frame M-X 
471717-0000-000 


Universal mounting frame M 
471718-0000-000 


Universal mounting frame M-Duo 
000000-1116-077 


Object guide 130x85 mm right 
000000-1005-833 







Object guide 130x85 mm left 
000000-1110-991 








Specimen stage 250x230 mm 
000000-1005-832 





Mechanical stage 130x85 R/L 
without mounting frames 
000000-1005-834 


Fig. 1-1 
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Mounting frame M for microtiter plates 96 positions 


Microscope configurations and modules 


Microscope configurations and modules 


Axiovert 200 


DIC prism 1/0.35 
000000-1005-821 


DIC prism 11/0.35 
000000-1005-822 





Gliding stage Z 
with stage inserts d=24 and 48mm 
471722-0000-000 





LD condenser 0.35 H/DIC, Ph 0, Ph 1, Ph 2, Var 1 
000000-1005-844 

LD condenser 0.35 H, Ph 0, Ph 1, Ph 2, DIC, DIC 
000000-1005-845 





© 
Ss 






Achromatic condenser 0.8 H, DIC 
000000-1087-444 


DIC prism II1/0.8 


= 
oo 000000-1087-445 














or one object carrier (PC) 
000000-1 116-088 


Auxiliary microscope d=30 
000000-1006-362 


QD 


Eyepiece eyecup 
444801-0000-000 


@ 
“® 


Eyepiece E-PL 10x20 Br. 
444231-9901-000 

Eyepiece E-PL 10x20 Br. foc 
4444232-9902-000 

Eyepiece W-PL 10x23 Br. foc 
000000-1016-758 


Mounting frames for mechanical stage 


Mounting frame K 
451341-0000-000 


Universal mounting frame K-X 
451353-0000-000 


Universal mounting frame K 
451352-0000-000 


Universal mounting frame K-Duo 
000000-1116-078 


Mounting frame K, d=72mm 
451344-0000-000 


Stage stop d=28 mm 


451345-0000-000 


Microscope configurations and modules (sheet 1) 








Object mount for two Petri dishes "35" 


TV-adapter 


acc. price list 
s) 





Binocular phototube 
with sliding prism 45°/23 
000000-1005-828 


Binocular tube 45°/23 
000000-1005-827 





Binocular ergotube 25°/23 
000000-1005-829 
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Conversion filter 
3200-5500 K, d=32x2 
467847-0000-000 tS) 
Interference wide-band filter 
green, d=32x4 
467803-0000-000 


DIC prism 1/0.55 
000000-1005-866 


DIC prism 11/0.55 
000000-1005-867 


DIC prism II1/0.55 
000000-1005-868 





Polarizer D 
000000-1005-864 


Polarizer D, rotatable © 


000000-1121-813 





LD condenser 0.55 H/DIC, Ph 1, Ph 2, Ph 3, Var 1/2| 
000000-1005-846 

LD condenser 0.55 H, Ph 1, Ph 2, Ph 3, DIC, DIC 
000000-1005-847 





DIC prism 11/1.4 
445375-0000-000 


DIC prism III/1.4 
445376-0000-000 


DIC prism I11/0.8 
445485-0000-000 


@ 


Condenser mount for 
condensers 0.8/1.4 
000000-1005-849 





Achromatic condenser 
0.8 H, D, Ph, DIC 
445445-9901-000 


Neg 


Achromatic-aplanatic condenser 
1.4 H, D, Ph, DIC 
445453-0000-000 








Microscope configurations and modules 





Carl Zeiss 


LCD display 
and light manager 
000000-1071-167 


100 HAL lamp housing with collector, 
lamp mount 

447219-0000-000 

12. V 100 W Halogen lamp 
380079-9540-000 









Carrier for transmitted-light illumination 
and condenser 
000000-1005-840 





Control PC-board 
000000-1015-348 








Aqua Stop 


000000-1109-740 Objectives 


acc, price list 





Antiglare screen for "Axiovert" 200 
000000-1109-741 











Cable release 
416167-0000-000 


Axiovert 200 basic stand 
000000-1005-813 


Adapter V200 T2 2.5x for SLR 
at frontport 
- : 000000-1005-869 
Single-lens reflex camera housing 


re 
9” 


000000-1057-127 

T2-adapter for Contax 
(Contax-Bayonet) 
416010-0000-000 






High Resolution Microscopy Camera AxioCam b/w 


000000-0412-311 
High Resolution Microscopy Colour Camera AxioCam Colour 


000000-0412-312 






ee ieee Video V200 C 2/3" 0.63x 


at frontport 
000000-1071-171 









Path deflection to the tube 


000000-1069-227 
Beam path switching 
000000-1069-228 


Fig. 1-2 
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Cover glass cup 
000000-1016-757 

















6 5D 5) 


Control PC-board with interface 
000000-1015-381 








Analyzer slider, fixed 
000000-1005-862 














Analyzer slider +/- 30° 
000000-1005-863 


hs slider 


acc. price list 














Optovar 1.6x 
000000-1005-855 
Optovar 2.5x 

000000-1005-856 





Baseport 60 
000000-1005-824 


Double video adapter 
000000-1058-640 


Sideport 60 left, 2 switching positions 
000000-1005-815 

Sideport 60 left, 3 switching positions 
000000-1005-816 

Sideport 60 right, 3 switching positions 
000000-1005-817 

Sideport 60 left and right, 3 switching positions 
000000-1005-818 


Microscope configurations and modules (sheet 2) 
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Phase stop Ph 0/0.22 
451261-0000-000 
Phase stop Ph 1/0.2 
451260-0000-000 
Phase stop Ph 0/0.4 
451255-0000-000 
Phase stop Ph 1/0.4 
451256-0000-000 
Phase stop Ph 2/0.4 
451257-0000-000 


Phase stop Ph 1/0.55 
451258-0000-000 


Phase stop Ph 2/0.55 
451259-0000-000 


Diaphragm Var 1/0.4 
451251-0000-000 
Diaphragm var 1/0.55 
451252-0000-000 
Diaphragm Var 2/0.55 
451253-0000-000 






Slider Ph, H, Var 
451246-0000-000 





Slider Ph, H, Ph 
451245-0000-000 


Condenser 0.2 
451236-0000-000 


Condenser 0.55 

451237-0000-000 
Condenser 0.4 
451235-0000-000 





Adjusting aid for HBO/XBO 
452369-0000-000 







Path-deflecting mirror 
for two illuminators 
447230-9901-000 


Iris stop slider for 
incident-light equipment 
000000- 1062-360 


FL incident-light equipment 
000000-1066-230 


Protection filter for reflector turret 
000000-1068-113 


5-position reflector turret, empty 
000000- 1064-364 














Reflector module Pol P&C 
000000-1046-279 
Reflector module FI P&C 
000000-1046-281 


Analyzer module D P&C 
000000-1050-958 








Power supply 12 V DC 100 W stabilized 
000000-1128-574 











Fig. 1-3 
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Carrier for 6V 25/30W transmitted-light illumination 
451380-0000-000 





transmitted-light illumination 
000000-1005-842 


Power supply unit for N HBO 103 
90...250V, 50...60Hz, 265 VA 
000000-1003-928 


i ‘Adapter for carrier for 30W 








Illuminator N HBO 103 

000000-1007-980 

Collector N HBO 103/XBO 75 
000000-1007-976 

Achromatic collector 

000000-1007-978 

Mercury vapor short-arc lamp HBO 103 W/2 
380301-9350-000 


Variable intensity lamp control AttoArc 2 N HBO 
000000-1007-975 





Power sup 


ly unit for N XBO 75 
90...250V, 50...60Hz, 130 VA 
000000-1003-924 





Illuminator N XBO 75 
000000-1007-981 

Collector N HBO 103/XBO 75 
000000-1007-976 
Achromatic collector 
000000-1007-978 

Xenon lamp XBO 75 W/2 
380053-9870-000 


Protective gloves 
417008-0000-000 


Face protection shield 
417009-0000-000 





Lamp housing HBO 50 with socket 
447220-0000-000 

Lamp collektor HBO 50/SF 25 
447270-0000-000 

HBO 50 super-pressure mercury lamp 
381619-0000-000 





Power supply unit for HBO 50, 
100-240 V 
000000-11 13-833 


Microscope configurations and modules (sheet 3) 
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2-axes control panel 
457433-0000-000 








HRZ 200 fine focusing stage 
000000-1013-186 
(only in combination with LSM 510) 


Motor control MCU 28 
457428-0000-000 

CAN bus cable 2.5m 
45741 1-9011-000 


Scanning stage DC 120x100 
000000-1113-509 


LD condenser 0.55 mot H, Ph 1, Ph 2, Ph 3, DIC, DIC 
000000-1005-848 





Axiovert 200 M basic stand (*) 
000000-1005-820 

AxioVision Control Software 
000000-1068-563 

RS 233 cable 

457411-9012-000 


QO 


High Resolution Microscopy Camera AxioCam b/w 
000000-0412-311 

High Resolution Microscopy Colour Camera AxioCam Colour 
000000-0412-312 


Adapter Video V200 C 2/3" 0.63x 
at frontport 

000000-1071-171 Tube lens 1.0 for LSM 
000000-1071-169 


000000-1064-365 


000000-1064-364 





000000-1071-164 
000000-1071-165 


000000-1071-166 





000000-1071-174 
Beam path switching mot Beam path switching mot LSM 
000000-1069-229 000000-1069-230 


Carl Zeiss 


Dust cover 
459330-0000-000 


Path-deflecting mirror mot, Subbus 
000000-1095-490 


Excitation filter wheel 
(8 positions) MOT 

for 25 mm filters 
000000-1008-106 


Control PC-board with interface 
000000-1015-381 
(contained in basic stand) 


5-position mot. reflector turret, empty 


5-position reflector turret, empty 


LSM-adapter SP left and sideport 60 right, 3 switching positions 
LSM adapter BP and sideport 60 left, 3 switching positions 
LSM adapter BP and FCS adapter SP left, 3 switching positions 


Safety installations LSM 510/PASCAL 


(*) If there are no special motorized components, all components of the manual stand 


can also be used at the motorized stand. 


Microscope configurations and modules (sheet 4) 
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1.4 Objectives 


The objectives are the optical centerpiece of the microscope. The following is an example of how 
objectives can be labelled: 


A-Plan 10x/0.20 HD o/- 


Key: 

10x objective magnification, with a color ring on the objective being allocated to each magnification 
step (Zeiss color code) 

0.20 numerical aperture 

HD reflected-light brightfield and darkfield objective 

oo infinite tube length 
can be used without cover slip (D = 0 mm) or with cover slip thickness D = 0.17 mm 


or 
0 can only be used without cover slip (D = 0 mm) 

0.17 can only be used with cover slip thickness D = 0.17 mm 
and 

Oil oil immersion objective 


Ph 2 phase contrast objective with a green color ring and phase stop Ph 2 


Color ring code for objective magnification: 


Color ring on| black brown |red orange |yellow  |green light dark white 
objective blue blue 


Magnification | 1.25x 2.5x 4x; 5x | 6.3x 10x 16x;20x; | 40x; 50x | 63x 100x; 
factor 25x; 32x 150x 


The objective magnification (e.g. 10x) multiplied with the eyepiece magnification (e.g. 10x) and the 
Optovar magnification (e.g. 1.6x) results in the visual overall magnification; 
example: 10 x 10 x 1.6 = 160x. 


The numerical aperture x 1000, e.g 0.20 x 1000 = 200x, is the highest useful magnification, i.e. no 
further details are resolved above that limit. 





In transmitted-light applications, the exact observance of the cover slip thickness of 0.17 mm is all the 
more necessary the higher the numeric aperture of the objective. Therefore, so-called "corr" objectives 
can be set for different cover slip thicknesses via a correction ring. For this, a specimen area is searched, 
and the position of the correction ring where optimum focus and image contrast are obtained is 
determined (refocusing is always required). 


Immersion objectives are always insensitive to differences in cover slip thickness. 


When immersion objectives are used, the air between the cover slip and the objective is replaced with a 
liquid, which is immersion oil in most cases. 
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Objectives 


Carl Zeiss 


The following objectives are available for the Axiovert 200 / Axiovert 200 M microscope: 


Objective type 


Magnification/ 
numeric aperture 


Cover slip 
thickness D in 
mm 


Free working 
distance A in 


Contrasting 





A-Plan 
A-Plan 

A-Plan 

LD A-Plan 

LD A-Plan 

LD A-Plan 

LD A-Plan 

LD A-Plan 

LD A-Plan 
Cover slip cap 


LD Achroplan * 
Achroplan 
Achroplan 

LD Achroplan 

LD Achroplan 

LD Achroplan 

LD Achroplan 

LD Achroplan 


Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 


Plan-Apochromat 
Plan-Apochromat 


* areferstod=1 
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5x/0.12 

10x/0.20 
20x/0.30 
20x/0.30 
32x/0.40 
32x/0.35 
40x/0.50 
40x/0.50 


4x/0.10 

10x/0.25 
20x/0.40 
20x/0.40 
40x/0.60 
40x/0.60 
63x/0.75 


5x/0.15 
5x/0.15 
10x/0.30 
10x/0.30 
16x/0.50 Imm 
16x/0.50 Imm 
20x/0.50 
20x/0.50 
40x/0.75 
40x/0.75 
40x/1.30 Oil 
40x/1.30 Oil 
63x/0.95 Korr. 
100x/1.30 Oil 
100x/1.30 Oil 


63x/1.40 Oil 





corrD =0-1.5 
corrD =0-1.5 
corD=0-2 
corrD=0-2 
corrD =0-1.5 








ph2 var2 





000000-1018-589 
000000-1020-863 
000000-1006-591 
000000-1006-592 
000000-1006-593 
000000-1006-594 
000000-1006-595 
000000-1006-596 
000000-1016-757 


440020-0000-000 
440031-0000-000 
440844-0000-000 
440845-0000-000 
440864-0000-000 
440865-0000-000 
440861-0000-000 


440320-0000-000 
440321-0000-000 
440330-0000-000 
440331-0000-000 
440530-0000-000 
440531-0000-000 
000000-1004-072 
000000-1004-989 
440350-9902-000 
440351-9902-000 
000000-1022-818 
000000-1022-819 
440364-0000-000 
000000-1018-595 
000000-1031-171 


440760-0000-000 





Carl Zeiss 


1.5 Eyepieces 


INSTRUM ENT DESCRIPTION 
Eyepieces / Condensers 


The following eyepieces are available for the Axiovert 200 and Axiovert 200 M: 


Eyepiece type 
Eyepiece W-PL 10x/23 Br. foc. 
Eyepiece W-PL 10x/23 Br. foc. 


Centering telescope d = 30 


1.6 Condensers 


Axiovert 200 





The following condensers are available for combination with the stage carrier D and the transmitted-light 
equipment on the Axiovert 200 / Axiovert 200 M: 





Condenser type 


Cat. No. 


Comments 





LD condenser 0.35, 5 positions: 
H/DIC, PhO, Phi, Ph2, Var1/2 


000000-1005-844 


from objective 2.5x 





LD condenser 0.55, 6 positions: 
H, Ph1, Ph2, Ph3, DIC, DIC mot. 


000000-1005-848 


from objective 4x 





Condenser 0.35, 6 positions: 
H/DIC, PhO, Phi, Ph2, DIC, DIC 


000000-1005-845 





Condenser 0.55, 5 positions: 
H, Phi, Ph2, Ph3, Var1/2 


000000-1005-846 





Condenser 0.55, 6 positions: 
H, Phi, Ph2, Ph3, DIC, DIC 


000000-1005-847 





Condenser adapter for condensers 0.8 
and 1.4 


000000-1005-849 





Condenser 0.8 H, D 0.66 / 0.8 Ph DIC, 
plus factory-aligned: DIC prism III/0.8 


445445-9901-000 
445485-0000-000 





Condenser 0.8 H, DIC, plus factory- 
aligned: DIC prism III/0.8 


000000-1087-444 
000000-1087-445 








Condenser 1.4, 6 positions: 
H, D, Ph 2x, DIC 2x 





445453-0000-000 
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INSTRUMENT DESCRIPTION 
Axiovert 200 Specimen stages and mounting frames / Binocular tubes Carl Zeiss 


1.7 Specimen stages and mounting frames 


The Axiovert 200 microscopes can be equipped with the following specimen stages and mounting 
frames: 





Description Cat. No. 





Specimen stage 250x230 mm with ceramic surface and |000000-1005-832 
3-point support 





Object guide 130x85 right, can be attached on both | 000000-1005-833 
sides, accepts various mounting frames 





Object guide 130x85 left, can be attached on both sides, |000000-1110-991 
accepts various mounting frames 


























Mechanical stage 130x85 R/L 000000-1005-834 
Mounting frame for object guide (M ) see price list 
Mounting frame for mechanical stage (K) see price list 
Gliding stage Z 471722-0000-000 
Scanning stage 000000-1113-509 
1.8 Binocular tubes 


The following tubes can be used with the Axiovert 200 microscopes: 











Description Cat. No. VIEWING ANGLE /|Light distribution in 
/ % 
FIELD 
NUMB 
ER 
Binocular tube 45°/23 000000-1005-827 |45°/ 23 100 % 
Binocular phototube 45°/23, 000000-1005-828 | 45°/ 23 100-0, 0-100, 50-50 


with Bertrand lens and shutter 








Binocular ergotube 25°/23 000000-1005-829 |25°/ 23 100 % 
vertically variable, 
with Bertrand lens and shutter 
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1.9 Technical Data 

Dimensions (width x depth x height) 

Stand AxiOvert.200 i sisscidiicnvisevvevesstiaseievtiatinvedavaaiieienvaedeanases approx. 295 x 805 x 707 mm 
Weight 

Axiovert 200 without fluorescence EQUIDMENE 0.00... te eee eee tieeeeeeneeenies approx. 26 kg 
Axiovert 200 M with fluorescence EQUIPMENT ........ i eeeeeteeceeeeeetttseeeesseeettaaaeeeeeseetiaaaeeeeees approx. 40 kg 


Ambient conditions 
Storage and transport (in packaging): 


Permissible ambient CEMPOratur es ccisiasscceecexscvesceveexassavevcaveenziee deve scay Jord acsuensee dade ocastiae ices -40 to +50 °C 
Operation: 

Permissible ambient teMpPerature.......cccccccccccccccccscecccssssssssseeeeeceessseessaeeseesesseessaaaeees +10 to +35 °C 
Permissible relative humidity (without CONdeNSAtION)..........cccccceeeeeeeeeettteeeeeeeeeettaeeeeeeeeeaas max. 80 % 
PNGNMIA SY OF US ascites oniscdste shad tlateaenis ties caletd dav nustanstuislesdutintsstdeivessiiuitenide iuctaitetntiitaslstdaratgs max. 2000 m 
ANIMOSDNENIC DROSSUT CEs ta coh ais reread eed ate ede NG cclicata ch aeataleecs acc vaca send daa cate ede 800 hPa to 1060 hPa 
PONUDION AOQN eG iiscicsccaiscccivevebiatecaaevateaes as ven sevateeeatiavebvaveceevdivaustvas yas cnielersstbavdvasererveeeenten seus eieteneebinns 2 


Operating data 


Category OF USO: 22: caetei cieent eee tiees ute keane eeee eel evans Rete eee ented tence closed rooms 
PROLECHON CASS ens ic tacts Ned etaseh ale een inta ne talicterts Mat aaa kees cree Nich ce lakretarte Wit a Meena ied 00 SUR tant etel atest Unit. | 
PROLCGHIO REY OC ss thas deitatatea chats dstaticed aval dond detail eucustev adv eiesatchasudeiaest ar adied dabaalas whitteddehgavictad a Cavan: IP 20 
BIGctriCal: Sal Gly ets ccisy ai eitncn cia cagtn concn, eaaseetereanervtesces tant in compliance with DIN EN 61010 (IEC 1010-1) 
including CSA and UL directives 
EXCESS VOILE GALS OI oat ascr ia tai ees uate a ak ec A deta sa A da cet ale el Na eA ee tcl II 
Radio interference SUPPIeSSION............ccccccceesseeeeesseeeeeeeeeeeeeeeneeeetees in accordance with EN 55011, Class B 
Voltage ranges: 
Integrated 12 V, 100 W power unit, stabilized... eee teeter eeetteee tees 100 to 240 VAC (+10 %) 
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IMG TRS QUCNICY 3. crceusssedterstertcescie cidorwe toes taeashos cbenauocon elaaaveduietieacplesttedaueoencue lal eaeee toes spate! 50 to 60 Hz 
Power consumption with internal power units 

AXIOVEMT 200s ccssstasiuadeisyciastiasecaistapeadvaagtcateitnvalvaaiea yaaheusnateten Walenta aloanieatabaniars 235 VA 

PIG WETE 2 OO Mic hes cca ct hattaiatas alias tsi hak ar et stiaucl ah salon estas al or NGS hak et tee a sae tide th lta ay 235 VA 
and external power units 

Pow er supply: N°XBO:75; 100%. 240 WAC 3 occscassae teers acsrtaeveingstamteenasacveadieastaeeete aaa teeae 130 VA 

Power slipplyN: ABO 100; 90 cc 2AO MAC cet Saris otiatas sotecdhcerxvenin teen sdenenvivnadeddexteantelawetacc tcc 265 VA 
Fuses in accordance with IEC 127 
Axiovert 200 

OO ee DAO AC Sosa castated is ase stloleveasedalstasadeletansviev ahah idetuseietatde wes T 4.0 A/H; 250 V; 5 x 20 mm 
Axiovert 200 M 

DO sg DON. BG geet atee de ie eh aaiesgtcas ens eaiesdk Ries ria te aie esheets ta htead ela T 4.0 A/H; 250 V; 5 x 20 mm 


Light sources 
HBO 50 W/AC mercury pressure short-arc lamp 


Lamp voltage for lamp type L1 And L2 woe cceccseeeeceessseetssseeeeeeeeeeaas L1: 39... 45 V/L2: 34... 39 V 
POW alessuede lea teeclen ves eseemncian vate ledeicetiatoueccledeustelaft ede deters ietdnd dine iulaauatecdecevedesubescredcaucetededevsiee 50 W 
AVEPAGG NiRG wi cetcccdcecei Peston cectevcladis detente celabev pacts tevs tides ieidt deine wis enaededesa ea ioldedensatindes 100 h 
ABO-103 "mercury vapor sholteare lamp sciatic eit a lel ee es tia Mate le eiee t talented, 100 W 


Opto-mechanical data 
Siatid: with Stage TOCUSING:. xcs eciesscteeieetuett adi an eveuenbvatieck anette with coarse drive (5 mm/rot) 
and fine drive (0.1 mm /rot) 
Fine scaling 1 um/scale part 
Overall lift approx. 10 mm 


CODjECTIVE CHANGE szccet cectseck vets cdteecleeis ieedveteereiv edhe ees eiekeedeelita bile lee Wed elbeiteed via 6-position nosepiece 
MBO CHVOS caress i ces ea tear tat aes iee et arlia es nies eel eet cieay et eet ueiceh Satay Sut alt with W 0.8" x 1/36" thread 
EVEDIQCES Siinqiducy pure Nateeeh a tevedciti evans cuneate dente ia laedace with plug-in diameter 30 mm 

Measles at en Saleh cct acetals ast ncchcae cata Meleca ane sy auatnectacaaieaaaeate cou teatnaueuaiaeat vecmeamnass field number 23 
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START-UP 


Contents 
2 START-UP iiaist cvvinwcistcasdrasaturccnssianasuvatannsaadentavasstaccsuetsandsansdenciandannvasss¥anusinivesiines 
2.1 Unpacking and installation of the MICrOSCOPE........cccccceeeeeceessttteeeeeeeeeeeetteaaeees 
2.2 Attachment of binocular (DMOtO) tube... eeeccecssseeeeessssssseeeeeeessssaaeeeeeeeeees 
Zoi Inserting the eyepieces and the centering teleScope..............c::cceeeseeeeeesteeeeeteees 
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2 START-UP 


On account of the complexity of the equipment and to ensure proper functioning, installation and initial 
start-up of the Axiovert 200 or Axiovert 200 M at your site will be performed entirely by the responsible 
Carl Zeiss agency. 


The following major services will be performed: 


— Installation of the microscope, assembly and alignment of all components (if these are not already 
factory-aligned). 

— Connection of cables and line connection. 

— Instrument training 


Should you want to install the instrument yourself or move it to another position, proceed as described 
below. 


2.1 Unpacking and installation of the microscope 


The basic instrument is supplied in a commercially available polyethylene case in cardboard packaging. 


This package contains the following: stand, binocular tube, objectives, eyepieces, condenser, halogen 
illuminator, fluorescence illuminator and various small components such as filter and diaphragm slider, 
DIC slider, dust cover, tools, etc. 


Further, optional accessories are supplied in a separate case. 


e Remove all components from the packaging 
and use the delivery note to check for 
completeness. 


e Place stand (2-1/1) on a low-vibration, flat 
worktable. 


e Properly dispose of original packaging, or keep 
it for storage or return of the instrument to the 
manufacturer. 


e Unscrew handle (2-1/2) using the SW 4 Allen 
key. 








Fig. 2-1 Installation of microscope 


B 40-080 e 03/01 2-5 





Fig. 2-2 Attachment of binocular tube 





Fig. 2-3 Inserting the eyepieces 
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2.2 Attachment of binocular (photo) 


tube 


All the binocular tubes listed in the microscope 
configuration can be attached to the Axiovert 200 
and Axiovert 200 M as described below. 


Proceed as follows to attach a tube for the first 
time, or to replace a tube: 


Loosen hexagonal screw (2-2/2) using the SW3 
ball-headed screwdriver. If a tube is to be 
replaced, hold it and remove it in forward 
direction. 


Remove the dust cap from the tube lens of the 
tube to be attached. 


Insert dovetail of the binocular tube (2-2/1) 
into the stand mount (2-2/3), align it with the 
stand and tighten hexagonal screw (2-2/2) 
using the ball-headed screwdriver. 


2.2.1 Inserting the eyepieces and the 


centering telescope 


Remove both dust protection caps (2-3/1 and 
4) from the binocular tube. 


Remove both eyepieces (2-3/2) from the cases 
and insert them in the binocular tube until stop. 


The centering telescope (2-3/3), which is used 
to view the aperture and phase stops and to 
center the phase stops, can be inserted in one 
of the tubes instead of an eyepiece. The 
variable eyelens permits focusing on these 
stops. 


I The eyepieces W-PL 10x/23 Br. foc. can be attached to all tubes. 


2-6 
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2.2.2 Inserting the eyepiece reticle 


The eyepieces W-PL 10x/23 Br. foc. are intended 
for use with eyepiece reticles. 


The slight image shift caused by the additional 
path through the glass is taken into account on 
the diopter scale by the fact that the zero point 
position is indicated not by the white dot (2-4/W) 
but by the red dot (2-4/R). 


The eyepiece reticles (2-4/1) have been adhered to 
screw-in mounts (2-4/2) by the manufacturer to 
allow easy replacement. 











To replace an eyepiece reticle, remove screw-in Fig. 2-4 Inserting the eyepiece reticle 
mount (2-4/2) with eyepiece reticle (2-4/1) and 

replace it with a screw-in mount containing the 

required eyepiece reticle. 


is If eyepiece reticles are inserted into the unscrewed mount by the customer, attention must be 
paid to the labelling being visible the right way up after insertion. 


Compensation of ametropia when eyepiece reticles are used 


For the correct use of an eyepiece reticle, two focusing eyepieces are required to allow the user to 
compensate for differences in the visual performance of his two eyes. 


e Use the focusing eyepiece to focus on the eyepiece reticle; focus on the edge of the field of view if no 
eyepiece reticle is used. 


e Use the focusing drive to focus on the microscope image of a specimen through the eyepiece set as 
described above. 


e Then use the second focusing eyepiece to focus the microscope image for the second eye. The 
position of the focusing drive on the microscope stand must not be changed. 
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2.3 Attachment of transmitted-light 
illumination 
2.3.1 Attachment of carrier for trans- 


mitted-light illumination (100 W) 


e Attach carrier (2-5/1) to the relevant contact 
surface on the rear of the stand and use the 
SW 4 Allen key to tighten the four enclosed 
hexagonal screws (2-5/2). 

e Connect plug (2-5/4) for the LCD display (if 
available) to the SB socket (2-5/3) at the 
instrument rear. 











Alignment of the carrier (100 W) is not required. 


Fig. 2-5 Attachment of carrier for trans- 
mitted-light illumination (100 W) 


2.3.2 Attachment of carrier for trans- 
mitted-light illumination (30 W) 


[1] Before attachment of the carrier for 
transmitted-light illumination 30 W 
(451380-0000-000) to the stand, the 
control electronics included in the 
stand must be changed by Zeiss 

service staff. 











e Remove the HAL 100 and N HBO 103 
illuminators from the microscope. 





e If required, remove carrier (100 W) by 
loosening the four hexagonal screws (SW 4) 
and disconnect plug of the LCD display from 
the SB socket. 








Fig. 2-6 | Attachment of carrier for trans- e Screw adapter plate (000000-1005-842, 2-6/1) 
mitted-light illumination (30 W) onto the contact surface on the stand rear 
using the four hexagonal screws. 


e Attach centering pin of the carrier for transmitted-light illumination (30 W) (2-6/2) to the adapter 
plate and tighten the three SW 4 hexagonal screws (2-6/3). 


Alignment of the carrier (30 W) is not required. 


e Connect power supply plug of the carrier for transmitted-light illumination 30 W (2-6/5) to the 
12 V / 100 W connector (2-6/4) on the rear of the stand. 
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2.4 Screw in objectives 


e Remove dust caps (2-7/1) from the respective 
Openings in the nosepiece. 

e Remove objectives (2-7/2) from the case and 
screw them in the nosepiece (2-7/3), starting 
with position 1 (see engraved number), in 
increasing order of magnification factors. Make 
sure that the objective is correctly and securely 
locked. 


is Make sure to use the dust 
protection caps on those nosepiece 
eyes which are not required. 














Fig. 2-7 Screw in objectives 
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Fig. 2-8 Attachment of mechanical stage 


130x85 








Fig. 2-9 


Insertion of mounting frame (K) 
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2.5 Attachment of microscope stages 


2.5.1 


Attachment of mechanical stage 
130x85 R/L and mounting frame 
for mechanical stage (K) 


The mechanical stage is mounted to the stand 
directly above three contact points with the 
relevant drilled holes. 


To improve access during stage assembly, the 
carrier (2-8/3) for transmitted-light illumination 
can be tilted backwards. 


Place mechanical stage (2-8/2) on the three 
contact points (2-8/4) of the stand and fix it in 
position using three hexagonal screws (2-8/1) 
(two at the front, one at the rear). 


Three countersunk holes each on the front and 
rear of the mechanical stage 130x85 R/L permit 
attachment with the drive knobs being positioned 
on the right or on the left. 


Then insert the mounting frame (K) (2-9/1) into 
the mechanical stage. 

For this purpose, position the red dot (2-9/2) of 
the corner of the mounting frame on the red 
dot of the mechanical stage (2-9/3) and press 
the mounting frame diagonally against the 
springs and downwards into the recess. Make 


sure that the mounting frame is seated 
correctly. 
2.5.2 Attachment of scanning stage 


e The scanning stage is attached in the same way 


as the mechanical stage. However, the three 
spacers (4 mm) enclosed with the stand must 
be inserted before attachment of the scanning 
stage. 


e The cable to the separate motor control unit 


must then be connected. 
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Because of the large travel range of 
the scanning stage, it may happen 
that the stage frame collides with 
the objectives at the end of the 
stage travel. 


Attachment of specimen stage 
250x230, object guide and mount- 
ing frame for object guide (M) 


The specimen stage is attached to the contact 
points of the stand using a spacer bar and a spacer 
disk. 


Use the two shorter hexagonal screws to screw 
the spacer bar (2-10/5) to the two front contact 
points. 


Place spacer disk (2-10/3) on the rear contact 
point. 


Place specimen stage (2-10/2) on the stand and 
first fix it to the rear contact point from above 
using the longer hexagonal screw (2-10/1). 
Make sure that the screw goes through the 
drilled hole of the spacer disk. 


Then screw specimen stage to the right and left 
of the spacer bar from below using two 
hexagonal screws (2-10/4). 


Also tighten the rear screw (2-10/1). 


Attach object guide (2-11/1) to the specimen 
stage from the right or left and fix it in position 
from below using three hexagonal screws 
(2-11/2). 


Then push mounting frame for object guide (M) 
(2-11/3) under the two springs of the object 
guide from below until it clicks into position. 
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Fig. 2-10 Attachment of specimen stage 


250x230 








Fig. 2-11 


Attachment of object guide and 
mounting frame 
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2.5.4 Attachment of heating stage 


The heating stage is attached to the contact points 
of the stand using three spacer disks. 


e Remove any available microscope stage and 
additional mounting components. 


e Place spacer disks (2-12/2) on the three contact 
points of the stand. 


e Place the heating stage (2-12/1) on the contact 
area and tighten three hexagonal screws from 
above. Make sure that the screws go through 
the drilled hole of the relevant spacer disk. 





e Then connect the instrument to the power 
supply as described in the separate operating 
manual. 











Fig. 2-12 Attachment of heating stage 


When the heating stage is used, the nosepiece must first be moved to the lowest position via 
Lt | the focusing drive before a new objective is swung in, since otherwise collision between the 
Objective and the heating stage might occur. 


2.5.5 Attachment of gliding stage Z 


The gliding stages are attached in the same way as the heating stage by using three spacer disks. 


e Before attaching the gliding stage to the stand, the three support elements on the underside of the 
gliding stage must be turned out. 


e Place spacer disks on the three contact points of the stand. 
e Place the heating stage on the contact area and tighten three hexagonal screws from above. Make 
sure that the screws go through the drilled hole of the relevant spacer disk. 


When the heating stage is used, the nosepiece must first be moved to the lowest position via 
it the focusing drive before a new objective is swung in, since otherwise collision between the 
Objective and the heating stage might occur. 


Kes After stage assembly, cover the drilled holes visible from above with the caps supplied. 
Tilt carrier for transmitted-light illumination forward again to move it in its work position. 
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2.6 Attachment of condensers 
2.6.1 Condensers for the Axiovert 200 


e Insert condenser (2-13/1) into the condenser 
carrier on the carrier for transmitted-light 
illumination with its dovetail pointing upwards. 
Make sure that the orientation pin of the 
condenser is positioned at the front and exactly 
engages into the guiding groove of the 
condenser carrier. 





e Fix condenser in position with clamping screw 
(2-13/2). 

e For the motorized condenser, connect the cable 
to the SB connector on the rear of the stand. 








Fig. 2-13 Attachment of condenser 


2.6.2 Condensers from the 
Axioplan 2 imaging / Axioskop 2 
product line 


The following condensers from the 
Axioplan 2 imaging / Axioskop 2 line can be used: 


— Achromatic condenser 0.8 H, D, Ph DIC, 
(445445-9901-000) 

— Achromatic aplanatic condenser 14 H, D, Ph 
DIC, (445453-0000-000) 


is The inverted design of the 
Axiovert 200 requires reversed 
integration of the condensers from the 
Axioplan 2 imaging / Axioskop 2 line, 
i.e. the turret must point to the back 
so that the control elements are 
positioned at the rear and the labeling 
is upside down. 


— Achromatic condenser 0.8 H, DIC (000000-1087-444) 








Fig. 2-14 Attachment of condenser adapter 
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e Insert condenser adapter (2-14/1) into the condenser carrier on the carrier for transmitted-light 
illumination with its dovetail pointing upwards. Make sure that the orientation pin of the condenser is 
positioned at the front and exactly engages into the guiding groove of the condenser carrier. 


e Fix condenser adapter in position with clamping screw (2-14 /2). 


e Then insert the required condenser into the condenser adapter via the dovetail, making sure that the 
orientation is correct, and fix it into position with clamping screw (2-14/3). 


2.6.3 Changing the DIC prism in the 
condenser turret 


e To change a DIC prism, remove the condenser 
and place it upside down on a sturdy support to 
make the underside accessible. 


e Remove the plastic cover (2-15/1) from the 
assembly opening (2-15/3). 





e Position the turret disk containing the DIC prism 
to be exchanged in the assembly opening and 
hold it on the knurled ring. 


e Use mounting device from the tool set to 
unscrew retainer ring (2-15/2). 


e Turn condenser upside down and allow DIC 
prism (2-15/4) to slide out onto a soft surface. 


Installation of the DIC prism is made in reverse 
order: 


e Carefully insert new DIC prism into the 

assembly opening with the labeling pointing 
Fig. 2-15 Changing the DIC prism upwards. If required, use tweezers to hold the 
DIC prism carefully on its outer ring. Take 
special care of the correct orientation of the 
DIC prism in the mount (groove of the DIC 
prism must engage in the pinion of the mount). 








Carefully insert retainer ring again and screw it tight using the mounting device. 
e Use plastic cover to close the assembly opening again. 
e Make sure that the knurled ring of the turret disk is labelled correctly. 


e Turn the condenser around and insert it in the carrier for transmitted-light illumination. 
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2.7 Reflector turret 
2.7.1 Attachment of reflector turret 


The manual reflector turret can be pushed into the 
stand either from the right or from the left, 
depending on which side is accessible. The 
motorized reflector turret can only be inserted 
from the right, with the instrument being switched 
off. 


e Insert equipped reflector turret (2-16/1) in the 
mount provided below the nosepiece. Ensure 
the correct stop position. 

e Tighten fixation screw (2-16/2) for the reflector Fig. 2-16 —_ Insertion of reflector turret 
turret on the right side. 








is When changing the reflector turret, close the FL shutter to avoid stray light. 


e The protective lens available as an option can be inserted into the opening of the reflector turret 
(2-16/3). 





2.7.2 Equipment of reflector turret 


The reflector turret is usually entirely equipped 
when delivered from the factory. However, 
equipment with the filter sets contained in the 
reflector modules can also be easily performed by 
the customers themselves. 











e Loosen fixation screw for reflector turret 
(2-16/2) on the right side. 


e Pull reflector turret out of the stand and place it 
on a Suitable support (sturdy worktable). 


e Carefully press both holding catches (2-17/2) on 
the right and left of the plastic hood away from Fig. 2-17 
the pins in outward direction and remove 
plastic hood in upward direction. 


e Insert reflector modules (2-17/1) in the relevant reflector position according to the filter combination 
(see engraved number), starting with position 1 (emission filter lies at the bottom). First, insert the 
reflector module into the two lower spring clamps at an angle from above using the holding elements 
on the right and left, and then press the module against the upper spring clamps from the front until 
the module click-stops into position. 




















Insertion of reflector modules 
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e To remove a reflector module no longer required, first pull it out of the upper spring clamps and then 
from the lower ones. 


e When equipment has been finished, attach the plastic hood again and press it downwards until the 
holding catches on the right and left engage in the lower part of the reflector turret. 





2.7.3 Changing the filter set in the FL 
reflector module 


The filter sets for the FL reflector module can be 
compiled and assembled by the customer himself 
as required. Suitable filter sets or completely 
assembled FL reflector modules can be ordered 
from Carl Zeiss. 


e Remove FL reflector module (2-18/3) from the 
reflector turret. 

e Use mounting device from the tool set to 
unscrew retainer ring (2-18/1). 

e Turn the reflector module around and allow the 

Fig. 2-18 Changing the filter set in the FL filter (2-18/2 or 4) to drop on a soft surface. 

poflecormedule e The barrier filter is inserted at (2-18/2), the 
excitation filter at (2-18/4), and both are 
secured using the retainer rings (2-18/1). 











2.7.4 Changing the beam splitter in the 
FL reflector module 


[1] Assembly of the filter and the beam 
splitter requires utmost care to 
prevent damage and contamination 

of the optical components. 


We would recommend you to order completely 
equipped FL reflector modules, since changing the 
beam splitter requires much skill. 


Otherwise, proceed as follows: 








e Remove FL reflector module from the reflector 
turret. 


e Use screwdriver to loosen two slotted screws 
(2-19/1). 


Fig. 2-19 Changing the beam splitter 
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Hold both halves of the reflector module 
together, turn them around into the installation 
position and put them down. 


Now tilt the upper module half (2-20/1) 
upwards and lift it out of the holding elements 
(2-20/5b) of the lower module half. 


Remove beam splitter (2-20/2) and spring frame 
(2-20/3) from the lower module half. 


Remove old beam splitter and carefully place 
the new one on the spring frame (2-20/4) with 
the reflecting side pointing downwards, and 
then insert both parts together in the lower 
module half. Make sure that the lateral catch 
of the spring frame is positioned in the relevant 
recess in the lower module half. 


If there is no distance between a wooden pin and 
its mirror image when such a pin is carefully placed 
on the surface of the beam splitter, this is the 
reflecting side of the beam splitter. 


Reflector turret 


Carl Zeiss 

















Fig. 2-20 Changing the beam splitter 


Place upper module half (2-20/1) on the lower one (2-20/4) (holding elements 2-20/5b and lugs 
2-20/5a mesh with each other). Hold both halves together and turn them around into the installation 


position. 
Insert and tighten slotted screws. 


Finally, attach the adhesive label with the name of the filter combination to the side of the module. 
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2.8 Connection to the line 


e Connect microscope socket (2-21/1) to the line 
socket via a line cable. The microscope can be 
connected to line voltage between 90 and 264 
VAC, 50 - 60 Hz. 


The microscope is equipped with a wide-area 
power unit which automatically adapts to the 
available line voltage. Voltage change is not 
required. 















































Fig. 2-21 Axiovert 200 M (rear) 


The N HBO 103 illuminator (for epi-fluorescence) is 
supplied via a separate power supply. 


e The power supply ebql100dc must be 
connected to the line via the line socket 
(2-22/1) (also see section 2.13.3, "Attachment 
of illuminator N HBO 103"). 


The ebq 100 dc is equipped with a wide-area 
power unit which automatically adapts to the 
available line voltage. Voltage change is not 
required. 








Fig. 2-22 Powersupply ebq 100 dc 
(rear) 
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2.9 Interfaces of the Axiovert 200 M 


|! | Prior to connecting any components, 
switch off the microscope. 


The Axiovert 200 M is connected to a PC via the 
RS 232 interface (2-23/2). 


Motorized components of the Axiovert 200 M 
(e.g. the motorized condenser) are connected via 
the SB interfaces (2-23/3). 


Further external control components (e.g. the 3- 
axis motor control MCU 28 of the scanning stage) 
must be connected to the CAN/SB connectors 
(2-23/1). 


2.10 Switch microscope and ebq 100 dc 
power supply on and off 


e Switch the microscope on and off using the line 
switch (2-24/1). 

e lf a fluorescence illuminator (e.g. N HBO 103) is 
connected (see section 2.13.3, "Attachment of 
illuminator N HBO 103"), switch power supply 
ebq 100 dc on and off via the line switch 
(2-24/2). 


2.11 Equipotential bonding terminals 


Terminals for equipotential bonding for 
electrophysiological measurements are located on 
the rear side of the stand (2-23/4) and on the 
underside of the binocular tubes (000000-1005- 
827 and 000000-1005-828). 


Connection to the stand is by 4mm banana plugs. 


The connectors on the tubes are provided with M4 
internal thread. 
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Fig. 2-23. Axiovert 200 M (rear) 








Fig. 2-24 Power supply ebq 100 dc (front) 
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2.12 HAL 100 halogen illuminator 


2.12.1 Change / attachment of the HAL 
100 halogen lamp 


e Switch off the microscope, remove connector 
(2-27/4) from the 12 V / 100 W socket (2-27/5) 
and allow the illuminator to cool down for 
approx. 15 minutes. 


e Loosen screw (2-25/5) until the lamp housing 
can be removed in an upward direction. 


e Press both spring levers (2-25/3) downwards 
and pull out the old halogen lamp in an upward 
direction. 


e Press both spring levers downwards, insert new 
lamp (2-25/2) with protection cap (2-25/1) in 
lamp base (2-25/4), let go the spring lever and 
pull off the protection cap. 


e Press spring lever briefly downwards again to 
center the lamp. 


’ : e Attach lamp housing again and_ tighten 
Fig. 2-25 Changing the halogen lamp. clamping screw (2-25/5). 











Ks After the lamp change, the halogen 
illuminator must be realigned. 


2-20 B40-080e 03/01 


START-UP 
Axiovert 200 HAL 100 W halogen illuminator Carl Zeiss 





2.12.2 Coarse alignment of halogen 
illuminator 


e Loosen the clamping screw (2-27/2) and 
remove the halogen illuminator from the carrier 
for transmitted-light illumination. 


e Switch on the microscope. 
e Direct light beam against a projection area | 
(wall) approx. 3 m away. 


"\ Make sure not to look into the light 
exit opening of the illuminator. 























Fig. 2-26 Alignment of halogen illuminator 


e Use SW 3 ball-headed screwdriver to set 
adjusting screw (2-26/3) in such a way that 
both images of the lamp coil on the projection 
area are defined as clearly as possible. 


e Then set adjusting screws (2-26/4 and 5) in 
such a way that the lamp coils of one image 
exactly fill the gaps of the reflector image 
(2-26/1). 





2.12.3 Attachment of halogen illuminator 


e If required, remove cover from the lamp mount 
(2-27/2) in the carrier for transmitted-light 
illumination. 

e Insert dovetail (2-27/2) of lamp housing (2-26/3) 
in carrier (2-27/2) and use SW 3 ball-headed 
screwdriver to tighten clamping screw (2-27/1). 

e Connect 3-pin lamp plug (2-27/4) to 3-pin 12 V 
100 W socket (2-27/5) on the instrument rear. 




















Fig. 2-27. Attachment of halogen illuminator 
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2.12.4 Fine alignment of halogen 
illuminator 


Fine alignment requires the diffusion disk to be 
removed: 


e Loosen clamping screw of HAL 100 W (2-28/1) 
and remove the illuminator from the carrier for 
transmitted-light illumination. 


e Turn diffusion disk (2-28/2) out of the carrier 
manually (anti-clockwise). Use the projections 
(2-28/3) on the mount of the diffusion disk to 
hold the component. 


e Attach HAL 100 W and tighten the clamping 
screw. 

















Figs 2:28: «Changing the-diffusion disk e Remove any swung-in filter from the beam 
path. 
e Use objective < 40x to focus on the specimen and search for an empty object spot. 


e Remove eyepiece and use adjusting screws (2-26/4 and 5) to center the lamp coil and its reflected 
image in the pupil image. 

e Use adjusting screws (2-26/3) to optimize the homogeneous illumination of the pupil image. 

e Remove HAL 100 W after conclusion of the alignment. 


e Screw diffusion disk into the carrier again manually. 
e Attach HAL 100 W and swing in available filters again. 
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2.13 Iluminator N HBO 103 
2.13.1 Attachment / change of the HBO 103 W/2 mercury pressure short-arc lamp 


The illuminator N HBO 103 and the HBO 103 W/2 mercury pressure short-arc lamp are supplied to the 
customer in separate packaging for safety reasons. 


Therefore, insertion of the HBO 103 W/2 into the lamp housing is the first step in the start-up of the 
illuminator, 


Before opening the lamp housing, make sure that no connection to the electrical line is 
available. 


AN The HBO 203 W/2 lamps may only be changed after they have cooled down. Allow the 
N HBO 103 microscope illuminator to cool down for approx. 15 minutes to avoid the risk of 
explosion and burns. 


The HBO 103 W/2 lamp may only be removed from the packaging and inserted in the 
N HBO 103 illuminator if a protection mask and safety gloves are worn. 


All electrical clamping connections must be made carefully. Pronounced heat during operation 
may result in loose contacts. 


For start-up or after expiry of the average 
operation time of 300 h, the HBO 103 W/2 
mercury vapor short-arc lamp must be inserted or 
exchanged. 


The operating time of the lamp can be read from 
the counter (2-29/1) of the ebq 100 dc power 
supply. 


Follow the following steps when inserting / 
changing the HBO 103 W/2 lamp: 


e Pull off or unscrew line cable (near 2-29/2) and 
N HBO 103 connector (near 2-29/3) from the 
ebq 100 dc power supply. 








e Wear protection mask and safety gloves. Fig. 2-29 Power supply ebq 100 dc 
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Fig. 2-30 Removal of N HBO 103 housing 























Fig. 2-31 Changing the HBO 103 W/2 mercury 


pressure short-arc lamp 


2-24 


AN 


Axiovert 200 


Use focusing knob (2-30/3) to bring collector 
to the position at the very front (in the 
direction of the light). 


Use ball-headed screwdriver to loosen 
clamping screw for lamp housing (2-30/2) and 
carefully remove lamp housing (2-30/1) from 
the lamp mount (2-31/3) in an upward 
direction. 


Press spring lever (2-31/4) downwards and 
remove defective lamp (or transport lock) and 
cooling body out of the mount in the lamp 
base (2-31/2). The wire connection need not 
be detached. 


Loosen fixation screw (2-31/5) on the cooling 
body (2-31/6) and remove cooling body. If the 
cooling body cannot be removed (or attached), 
unscrew fixation screw entirely, screw it into 
the adjacent drilled hole and press on the 
cooling body. 


Dispose of defective lamp in accordance with 
the regulations. 


Push new lamp into the cooling body until stop 
with the smaller diameter. 


Ensure the correct hole diameter for 
insertion and do not exert any force 
on the lamp. 

The mount in the cooling body is 
marked with H (for HBO) or X (for 
XBO). 


Clamp the fixation screw on the cooling body. 


Insert new lamp (2-31/1) with cooling body 
into the mount in the lamp base (2-31/2) with 
the spring lever being pressed down (2-31/4). 
Make sure that the lead to the cooling body 
remains accessible. Release spring lever. Do not 
exert any force on the lamp. 


Attach lamp housing to lamp base (2-31/3) 
and tighten clamping screw (2-30/2). 
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2.13.2 Coarse alignment of illuminator N 
HBO 103 


The following settings for adjustment of the 
N HBO 103 illuminator are performed in two steps: 
the coarse adjustment and the subsequent fine 
adjustment using the adjustment aid. 


\ During coarse adjustment, UV 
protection goggles must be worn to 


protect the eyes from UV radiation. 














e Remove illuminator from the microscope stand 
by loosening the clamping screw (2-35/2). 

e Switch on the entirely connected illuminator 
N HBO 103 (also see page 2-26) via the 
ebg 100 dc power supply (2-24/2) and allow it 
to heat to operating temperature. Make sure not to look into the light exit opening of the 
illuminator. 

e Direct light beam against a projection area (wall) approx. 3 m away. 

e Use knurled knob (2-32/6) to focus on the brighter focal spot via collector adjustment. 

e Use adjusting screw (2-32/3) and SW 3 ball-headed screwdriver to locate and focus on the slightly 
darker, reflected focal spot. 

e Use adjusting screws (2-32/4 and 5) and SW 3 ball-headed screwdriver to set the height and side of 
the brighter focal spot in accordance with the focal spot image (2-34). 








Fig. 2-32 Coarse alignment of mercury vapor 
short-arc lamp 





Fig. 2-33 Focal spots of N HBO 103 before coarse Fig. 2-34 Focal spots of N HBO 103 after 
adjustment coarse adjustment 
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is If required, the above settings for coarse adjustment of the N HBO 103 illuminator can be 
performed repeatedly. During coarse adjustment of the focal spots, adjusting screws (2-32/1 
and 2) marked red must not be changed, since they influence the reflector setting in the HBO 
103 illuminator. 





2.13.3 Attachment of illuminator N 
HBO 103 


e Remove cover from reflected-light tube 
(2-35/1). 


e Insert dovetail of lamp housing in reflected-light 
tube (2-35/1) on the instrument rear and use 
SW 3. ball-headed screwdriver to tighten 
clamping screw (2-35/2). 


e Insert multi-pin plug of the N HBO 103 
illuminator (2-35/4) into the instrument socket 
(2-36/2) of the power supply ebq 100 dc and 
secure it with captive coupling ring (if not 
already done so after adjustment). 














e Connect the line cable to the line socket 
(2-36/1) of power supply ebg 100 dc first and 
then to the line (if not already done so after 
adjustment). 

















Fig. 2-35 Attachment of illuminator N 
HBO 103 








Fig. 2-36 Powersupply ebq 100 dc 
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2.13.4 Fine adjustment of _ illuminator 
N HBO 103 using the adjusting aid 


Attach illuminator N HBO 103 to the microscope 
stand, tighten the clamping screw, and switch on 
the illuminator. 


e Pull out adjusting aid (2-37/7) from the 
incident-light tube. The brighter focal spot of 
the HBO 103 W/2 lamp and its slightly darker 
reflector image become visible in the black glass 
window of the adjusting aid. 

e Use knurled knob (2-37/6) to focus on the 
brighter focal spot via collector adjustment. 

e Apply SW 3. ball-headed screwdriver on 
adjusting screw (2-37/3) to focus on the slightly 
darker, reflected focal spot of the lamp. 


e If required, set knurled knob (2-37/6) and 
adjusting screw (2-37/3) repeatedly until both 
focal spots have the same dimension. SS 
e Use adjusting screws (2-37/4 and 5) to adjust 


the brighter focal spot in the adjusting circle, Fig. 2-37 Adjusting aid and illuminator N 
e.g. on the left side, in accordance with the HBO 103 


focal spot image (2-37/8). 


e Use adjusting screws (2-37/1 and 2) marked with a dot to adjust the darker focal spot in the adjusting 
circle, e.g. on the right side, in accordance with the focal spot image. 


e Push in adjusting aid again. 























8 





is The two focal spots of the HBO 103 W/2 lamp must not superimpose in the adjusting circle of 
the adjusting aid! 


If required, the above settings for fine adjustment of the N HBO 103 illuminator can be 
performed repeatedly. 
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2.14 Attachment of Aqua Stop 


Aqua Stop can be used to protect the objective 
and the nosepiece from liquids. 


e Remove the microscope stage. 


e Put collecting trough 2-38/5) onto nosepiece 
carrier (2-38/2) and screw it on by means of 
two screws 2-38/1). 


e Screw the objectives to be used into the 
nosepiece. 














Fig. 2-38 Attachment of Aqua Stop e Then, use a sharp, pointed scalpel to cut the 
holes into cover mat (2-38/4). 


Four hole sizes are available that are pre-embossed on the underside of the cover mat and labeled from 
inside to outside with hole size number 1 to 4. 


The position ID’s of the holes on the mat (1 to 6) correspond to the objective mounts on the nosepiece 
(1 to 6). 


The objective table below specifies the hole size for the most common objectives that must be cut out 
for the corresponding objective. 


e Put cover mat onto nosepiece. 

Ks Press down the cover mat only as far as is possible without noticeably slowing down the 
motion of the nosepiece. 

e Next, put a silicone ring (2-38/3) over every objective. 

There are two types of silicone rings available: Size 1 - small, Size 2 - large. The objective table also 

specifies the size of the silicone ring to be used for the most common objectives. 


I On objectives with correction ring, the silicone ring must be above the correction ring. 
On all other objectives, slide the silicone ring up to about 3 mm before the beginning of the 
thicker part of the objective to ensure correct function of the objective’s specimen protection 
mechanism. 


e Then, slip the cut drain hose over the two drain connectors (2-38/6). Put the other end of the hose 
into the collecting tank. 


is The liquid can only drain if the collecting tank provides venting. This is made possible e.g. by a 
hole in the lid or by screwing the lid only loosely. 
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e You can fix the drain hose using the provided clips. 
Ks Fix the hose in such a way, that the drain gutter is not bent in focusing. 


e Attach the microscope stage again. 


After any accident with liquids, you are strongly advised to remove the microscope stage and dab off any 
liquid drops using a lintless cloth. Particularly, clean the front lenses of the objectives to be able to fully 
utilize the full performance of the objective. 


Objective type | Magnification / Contrasting Silicone ring Cat. No. 
num. aperture size 


A-Plan 

A-Plan 5x/0.12 pho 
A-Plan 10x/0.20 phi varl 
A-Plan 20x 

A-Plan 40x 

A-Plan 100x 

LD A-Plan 20x/0.30 

LD A-Plan 20x/0.30 

LD A-Plan 32x/0.40 

LD A-Plan 32x/0.35 

LD A-Plan 40x/0.50 

LD A-Plan 40x/0.50 ph2 var2 


000000-1018-589 
000000-1020-863 
441041-0000-000 
441051-0000-000 
441080-0000-000 
000000-1006-591 
000000-1006-592 
000000-1006-593 
000000-1006-594 
000000-1006-595 
000000-1006-596 


NNNNNNWWNN DY 
PRP RPRPRPRPRPRPHPHPPE 


LD Achroplan 

Achroplan 4x/0.10 440020-0000-000 
Achroplan 10x/0.25 phl 440031-0000-000 
LD Achroplan 20x/0.40 440844-0000-000 
LD Achroplan 20x/0.40 ph2 440845-0000-000 
LD Achroplan 40x/0.60 440864-0000-000 
LD Achroplan 40x/0.60 440865-0000-000 
LD Achroplan 63x/0.75 ph2 440861-0000-000 


Fluar 

Fluar 10x 440135-0000-000 
Fluar 20x 440145-0000-000 
Fluar 40x/1.3 Iris 440257-0000-000 
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Objective type | Magnification / Contrasting Silicone ring Cat. No. 
num. aperture size 


Carl Zeiss 


Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 
Plan-Neofluar 


Plan-Apochromat 
Plan-Apochromat 
Plan-Apochromat 


2-30 


5x/0.15 
5x/0.15 
10x/0.30 
10x/0.30 
16x/0.50 Imm 
16x/0.50 Imm 
20x/0.50 
20x/0.50 
40x/0.75 
40x/0.75 
40x/1.30 Oil 
40x/1.30 Oil 
63x/0.95 Korr. 
63x/1.25 Oil Iris 
100x/1.30 Oil 
100x/1.30 Oil 


63x/1.40 Oil 
10x0.45 


NONBPWWWNONNNWWNYN DYN DN 


PP RPRPRPRPRPRPRPHPPRPRPHP PPE 


440320-0000-000 
440321-0000-000 
440330-0000-000 
440331-0000-000 
440530-0000-000 
440531-0000-000 
000000-1004-072 
000000-1004-989 
440350-9902-000 
440351-9902-000 
000000-1022-818 
000000-1022-819 
440364-0000-000 
440466-0000-000 
000000-1018-595 
000000-1031-171 


440760-0000-000 
440639-0000-000 
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3 OPERATION 


The Axiovert 200 microscopes are offered in a manual version and in a version with motorized functions 
and components. 


In the "Operation" chapter, the manual setting and operation functions are explained first, and the 
motorized (coded) functions are then explained separately, where required. However, many operation 
functions are entirely identical in both instrument versions. 


This manual will not deal with the possibilities of operating the motorized Axiovert 200 M together with 
a connected PC. 


Equipment of the stands with an LCD display is possible as an option. The LCD display can also be 
integrated subsequently, but this must be performed by Zeiss service staff. 


The Axiovert 200 microscopes have been designed for use with incubators and micromanipulators. For 
information about connection possibilities and operation of these units, please see the relevant separate 
manuals. 
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3.1.1 Operation and function controls on the Axiovert 200 (manual) 
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Fig. 3-1 Operation and function controls on the Axiovert 200 (manual) 


3-4 B40-080e 03/01 


OPERATION 


Axiovert 200 Axiovert 200 


Key to Fig. 3-1: 


On / Off switch 

Nosepiece 

Compartment for analyzer slider (can be equipped from the right or left) 
Drive controls for XY-movement of the mechanical stage 
Sideport right 

Setting wheel for Optovar turret (max. 3 positions) 
Reflector turret 

Focusing drive coarse / fine 

FL key on / off for fluorescence shutter 

HAL on / off switch 

Toggle switch for illumination intensity 

Frontport 

Binocular tube 

Binocular component of the tube 

Setting ring of eyepiece 

Eyepiece 

Polarizer D with 2-position filter changer 

Centering screw for condenser 

LCD display 

Adjusting lever of luminous-field diaphragm 

Setting knob for vertical adjustment of condenser 
Centering screw for condenser 

Condenser 

Microscope stage 

HBO / XBO adjusting aid 

Compartment for 3-position filter slider (dia. 25 mm) 
Compartment for slider with iris stop as aperture diaphragm reflected light 
Compartment for slider with iris stop as luminous-field diaphragm reflected light 
Sideport left 

Setting wheel for Sideport right / Sideport left / vis 
Clamping screw for Frontport 

Setting knob for Frontport / Baseport / vis 

Stop for focusing drive 

Baseport 

Key "Set LM" 
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On/ Off switch (3-1/1) 


position 0 =instrument switched off 
position | = instrument switched on, switch lights up 


Key HAL on/off (3-1/10) 


Brief pressing switches the halogen illuminator on or off alternately. 
Long pressing (> 1 s) automatically sets the brightness to 3200K for color photography. 


Toggle switch for brightness control of the halogen illuminator (3-1/11) 


Controls the brightness of the halogen illuminator in 2 steps. 
step 1 - slow brightness change: switch pressed half down until first pressure point: 
switch to the left - brightness reduction 
switch to the right - brightness increase 


step 2 - fast brightness change: switch pressed down until stop (second pressure point) 
switch to the left - brightness reduction 
switch to the right - brightness increase 


Variable voltage range between 0 and 12 V. When the limit values are reached, a warning beep is 
emitted. 

At 10.5 V, the halogen lamp provides light with the color temperature of 3200 K for color 
photography. To make this setting easier for you, the fast increase of the lamp voltage stops at this 
point and a beep is emitted. To further increase the lamp voltage, keep the toggle switch pressed for 
more than 1 sec or release it briefly and then press it again. 

If the toggle switch is pressed down for more than 3 sec while the halogen illuminator is switched off, 
the halogen illuminator will automatically switch on again. 


Focusing drive (3-1/8) 


Coarse adjustment (big knob): 

Focusing knob for coarse adjustment on both sides of the instrument: 1 coarse rotation = 5 mm 
Overall lift: approx. 10 mm 

Fine adjustment (small knob): 

Focusing knob for fine adjustment available on both sides of the instrument: 1 fine rotation =0.1 mm 


Clamping lever for vertical stop of the focusing drive (3-1/33) 


Setting of vertical stop for stage focusing. 

Turn clamping lever for stop upwards towards the stopping pin. Use the focusing drive to move the 
stage to the uppermost admissible position where collisions with the stage or the microscope slide are 
no longer possible. Then press the clamping lever downwards to clamp it in the stop position. 
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Nosepiece with objectives (3-1/2) 


— 6-position nosepiece H, DIC (3-2/1) with 
compartments for DIC slider (3-2/2) in all 
Objective positions. 

— Fast change of objectives through rotation of 
the nosepiece via the setting ring (3-2/4). 


When the heating stage is used, the 

[1 nosepiece must first be moved to the 
lowest position via the focusing drive 
before a new objective is swung in, 
since otherwise collision between the 
Objective and the heating stage might 
occur. 


Compartment for analyzer slider (3-1/3 and 
3-2/3) 


— For fixed analyzer slider with two dia. 32 mm 
filter positions, or analyzer slider +30° for DIC. 





Fig. 3-2 


Carl Zeiss 








Nosepiece with mounts for DIC 
slider 


Drive controls for XY-adjustment of the mechanical stage or the object guide if specimen stage 


250x230 (3-1/4) is attached. 


— Upper drive knob: adjustment in Y direction. 
— Lower drive knob: adjustment in X direction. 


Setting wheel for Optovar turret (3-1/6) 


— Maximum of 3 switching positions with: 
tube lens 1x; 
optovar lens 1.6x; 
optovar lens 2.5x 


— In the case of equipment with less than 3 lenses, the empty positions are blocked. 
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Binocular tubes (3-1/13) 


— The binocular tubes offered permit the individual setting of the interpupillary distance and the viewing 
height within defined limits. 





Binocular tube 457/23 with manual shutter vis 
(3-3) 


— Shutter switched on/off via rotary knob 
(3-3/1): 
100 % vis 


Ce@> 
0% vis (light shutter) CB 





1 











Fig. 3-3 Binocular tube 457/23 





Binocular phototube 457/23 with sliding prism 
for vis/ doc, Bertrand lens and manual 
shutter vis (3-4) 


— Shutter switched on / off via rotary / slider knob 
(3-3/1): 
100 % vis 
0% vis (light shutter) 
Bertrand lens B 
— Focusing of Bertrand lens through activation of 
rotary / slider knob, with the Bertrand lens 
being switched on 
— Switching of beam path (sliding prism vis / doc) 
Fig. 3-4 Binocular phototube 457/23 se areas 
50 % vis: 50 % doc Ce>/B 4 
100 % vis: 0 % doc Ce@> 
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Binocular component of the tubes (3-1/14) 


The eyepiece distance is matched to the 
individual interpupillary distance by swinging 
the eyepiece tubes symmetrically towards one 
another (3-5/A and 3-5/B). 

Two vertical adjustments through rotation of 
the binocular component around 180°. 


Eyepiece / setting ring of eyepiece (3-1/16 and 
15) 
Both eyepiece models permit compensation of the 


user's ametropia, and also accept eyepiece reticles 
(see chapter 2). 


LCD display (3-1/19) 


Two-line display with 16 characters each 
attached to the carrier for transmitted-light 
illumination / condenser. 

Display of objective position (3-6/1), 
magnification (3-6/2) and contrasting technique 
(3-6/3) in the upper line. 

FL display (3-6/4) on the right of the top line if 
the fluorescence shutter is opened. 

Display of lamp brightness in a line scale (3-6/6) 
and display of the relevant voltage (3-6/5) in the 
lower line. If the color temperature (10.5 V) has 
been set, the line scale displays the value 
3200 K. One interval corresponds to 0.4 V. If 
the halogen illuminator is switched off, HAL 
off is displayed. 

The LCD background illumination can be 
switched on or off as required. Activation / 
deactivation is performed by pressing the FL 
key for more than 2 seconds. 

The LCD display is also used for the 
configuration of the microscope (Set mode). 
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Fig. 3-5 Setting of eyepiece distance on the 
binocular tube 
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Fig. 3-6 


LCD display 
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Fig. 3-7 LD condenser 0.55, 6-position, 
H, Ph1, Ph2, Ph3, Var1/2 

















Fig. 3-8 LD condenser 0.35, 6-position, 
H, PhO, Ph1, Ph2, DIC, DIC 


Condensers (3-1/23) 


Depending on their type, condensers (3-7/1) are 
equipped as follows: 


5- or 6-position turret for: 

brightfield: H 

phase contrast: PhO, Ph1, Ph2, Ph3 with 
centerable stops 

interference contrast: DIC 

Varel contrast: Varl, Var2 

Aperture diaphragm (iris stop). Use knurled 
knob (3-7/2) to open and close the aperture 
diaphragm. 

Turn the turret wheel (3-7/4) to swing the 
brightfield insert or the contrast stops into the 
beam path. 

The brief description of the set turret position 
(e.g. H) is displayed to the user at the front. 
Condensers for Varel contrast are equipped 
with a knurled knob (3-7/3) which allows the 
position of the Varel stop to be changed when 
the Varel turret position has been set. The lever 
(3-7/5) permits switching between Varl and 
Var2. 

The condensers 0.35 and 0.55 for phase 
contrast require the use of one SW 1.5 Allen 
screw driver each (plugged in at 3-8/1) to center 
the phase stops. 


is The condenser turrets feature the so-called automatic diaphragm mechanism, i.e. the aperture 
diaphragm (iris stop) is opened completely when a phase stop position is switched on. When a 
new turret position is switched on, the aperture diaphragm is automatically reset to its last 


opening. 


3-10 
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Centering screw for condenser (3-1/18 and 22) 


— Screws for condenser centering attached to both sides of the carrier for transmitted-light 
illumination / condenser. 


Lever for luminous-field diaphragm, transmitted light (3-1/20) 


— Lever attached to the carrier for transmitted-light illumination / condenser which opens and closes the 
transmitted-light luminous-field diaphragm to set KOHLER illumination 

— Lever in front position: luminous-field diaphragm fully opened 

— Lever in rear position: luminous-field diaphragm closed 


Lever for vertical adjustment of the condenser (3-1/21) 


— Setting knob attached to the carrier for transmitted-light illumination / condenser which raises and 
lowers the condenser to set KOHLER illumination 


Polarizer D with 2-position filter changer (3-1/17) 


— The polarizer and two filter positions can be swung in and out separately. Stop position in swung-in 
status. 


Microscope stages with specimen holder (3-1/24) 


— The specimens are mounted, positioned and fixed in position using the specimen holder. 
— Equipped as follows, depending on the instrument configuration: 
specimen stage 250x230 with object guide and mounting frame for object guide (M ) 
mechanical stage 250x230 and mounting frame for mechanical stage (K) 
scanning stage 
heating stage 
gliding stage Z 


Key "Set LM" (3-1/35) 
— Stores the Light Manager values and enters the configuration mode. 


Frontport (3-1/12) 
— Port for the connection of documentation equipment. 


Clamping screw for Frontport (3-1/31) 
— Clamping screw for fixation of the camera / video adapter to the Frontport. 
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Baseport (3-1/34) 
— Port for the connection of documentation equipment below the Axiovert 200. 


Setting knob for Frontport / Baseport / vis (3-1/32) 


— Selects the beam splitting ratio for Frontport, Baseport and visual observation. 
— 3 switching positions: 























100 % vis (free light path); 28 
100 % Frontport; EE 
100 % Baseport; sal 





Sideport right (3-1/5) 


— Port for the connection of documentation equipment. 
— Different splitting ratios for Sideport right, Sideport left and visual observation (vis), depending on the 
instrument configuration. 


Sideport left (3-1/29) 


— Port for the connection of documentation equipment. 
— Different splitting ratios for Sideport right, Sideport left and visual observation (vis), depending on the 
instrument configuration. 


Setting wheel for Sideport right / Sideport left / vis (3-1/30) 


Selection of beam splitting for Sideport (doc) right, Sideport (doc) left and visual (vis) observation. 
2 or 3 switching positions with different beam splitting ratios. 
— 2 switching positions with instrument configuration with Sideport 60 left: 
100 % vis: 0 % doc; 
20 % vis: 80 % doc left; 
3 switching positions with instrument configuration with Sideport 60 left: 
100 % vis: 0 % doc; 
0% vis: 100 % doc left; 
50 % vis: 50 % doc left 
3 switching positions with instrument configuration with Sideport 60 right: 
100 % vis: 0 % doc; 
0 % vis: 100 % doc right; 
50 % vis: 50 % doc right 
3 switching positions with instrument confi 
100 % vis: 0 % doc; 
0% vis :100 % doc left; 
20 % vis: 80 % doc right 


| 
®O 


| 
DWOs HHO 


uration with Sideport 60 left and right: 


®® Oa 
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5-position reflector turret (3-1/7) 


Accepts the maximum of 5 reflector modules 
for epi-fluorescence. 

Fast change of reflector position by turning the 
setting ring of the reflector turret. 

The activated reflector position is marked with a 
line (3-9/1) on the right of the reflector turret. 


FL key on/off (3-1/9) 


Switches the fluorescence shutter on or off 
alternately. FL in the LCD display, if available, 
indicates that the shutter has been opened. 


HBO/XBO adjusting aid for lamp adjustment 
(3-1/25) 


The adjusting aid is used to adjust and center 
the N HBO103 mercury vapor short-arc lamp. 


Axiovert 200 





Carl Zeiss 





Fig. 3-9 


5-position reflector turret 


— The adjusting aid is activated / deactivated by pulling out / pushing in the cylinder until stop. 


Compartment for 3-position filter slider (3-1/26) 


for 3-position, dia. 25 mm filter slider 


— Push in filter slider until the required stop position, with the labeling being visible from the front. 


Compartment for iris stop slider, reflected 
light (3-1/27 and 28) 


Accepts the slider with iris stop (3-10/1) as 
aperture or luminous-field diaphragm for the 
setting of KOHLER illumination. 

Push slider into the compartment until stop. 
Symbol for stop opening (wedge) points to the 
user. 

Use lever (3-10/4) of the slider to open or close 
the iris stop (lower position). 

The two centering screws (3-10/2 and 3; socket 
head SW 3) permit the stop to be centered in 
the beam path. 
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Fig. 3-10 


Iris stop slider 
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3.1.2 Switching on and basic settings on 
the Axiovert 200 (manual) 


e Switch on the microscope with the on/off 
switch on the right side (3-11/1). 


The indicator light in the switch lights up. The 
microscope is ready for operation after a few 
seconds. 


3.1.2.1 Configuration (Set mode) 


If the microscope is equipped with the LCD 
1 display, the correct objective names must be 
assigned to the objective positions first after the 
microscope has been switched on or when 
objectives have been changed. 














The objective positions are entered in the Set 
mode. In the case of the first entry, a question 
mark (?) appears in the upper line of the LCD 
display instead of the objective name. 


Fig. 3-11 On/ Off switch and toggle switch 


e To activate the Set mode, keep the Set LM key 
(3-12/1) on the instrument rear pressed for 
approx. 1 second until a double beep is 

Sy emitted. The objective name in the LCD display 

MM starts blinking. 


a e Now set the magnification and contrasting 
1 technique one after the other for each 
nosepiece position by using the toggle switch 
(3-11/2) on the instrument front to quickly or 
slowly scroll through a list of all possible 
combinations in forward or backward 
direction. 




















Fig. 3-12 Key "Set LM" 


e To exit the Set mode and return to the standard mode, briefly press the Set LM key on the 
instrument rear. The permanent storage of all the settings is confirmed by a beep. LightM anager 
Settings stored appears in the LCD display. 


KES If no adjustment is performed for more than 60 seconds, the Set mode is exited automatically. 
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3.1.2.2 Light Manager 


The Light M anager is automatically activated each time the Axiovert 200 is switched on. 


The Light Manager automatically sets the illumination intensity of the halogen illuminator last saved for 
each individual objective position. Therefore, the correct brightness is immediately available in almost all 
cases. 


During the objective change, the lamp voltage is reduced automatically to avoid glare and to permit the 
required brightness to be achieved sooner. 


FL key on / off for fluorescence shutter 


If this key is pressed briefly, the optional fluorescence shutter (reflected light) can be opened or closed. 
Opening is confirmed by a beep. The Light Manager remembers the setting of the halogen illuminator 
separately for the opened and closed shutter and resets it automatically after a changeover, i.e. the 
correct lamp brightness is always available immediately after any change between reflected and 
transmitted light. 


Ks This function of the fluorescence shutter key is also beneficial for pure transmitted-light 
operation to change quickly and easily between two different settings of the lamp brightness, 
e.g. in the following cases: 
— change between the brightfield and darkfield contrasting technique, 
— change between differently absorbing filters in the beam path, 
— change between visual observation and documentation using a camera. 


Programming of switching status 


The individual settings of the Light Manager can be saved permanently so that they are always available 
immediately when the instrument is switched on. 


e To save the Light Manager parameters, briefly press the Set LM key on the instrument rear. Saving as 
switching status is confirmed by a beep. LightManager Settings stored appears in the LCD display. 
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3.2 Axiovert 200 M (motorized) 
3.2.1 Operation and function controls on the Axiovert 200 (motorized) 
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Fig. 3-13 Operation and function controls on the Axiovert 200 M (motorized) 
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Key to Fig. 3-13: 


On / Off switch 

Nosepiece (motorized) 

Reflector turret (motorized) 

OBJECTIVE keys (forward and backward) 

REFLECTOR keys (forward and backward) 

Focusing drive coarse / fine (motor-supported) 

ZERO key 

FOCUS keys (Work / Load) 

HAL on / off key 

FL key on / off (fluorescence shutter) 

Toggle switch for illumination intensity and programming 
1x OPTOVAR key (maximum of 3 positions) 

Left / Right key for Sideport switching 

Key for switching between visual observation, Frontport, Baseport 
FCT key - programmable function key 

Condenser (motorized) 

LCD display 

Key "Set LM" 

RS 232 connector 

CAN / SB connector (CAN-Bus, Sub-bus) 


On / Off switch (3-13/1) 


position 0 = instrument switched off 
position | = instrument switched on, switch lights up 


HAL key on/off (3-13/9) 


Brief pressing switches the halogen illuminator on or off alternately. 


Carl Zeiss 


When the unit is switched on again, the voltage present at the time of switching off is automatically 


set again. 


When the unit is switched on, the lower line of the LCD display shows the voltage in a scale and the 
lamp voltage value (nominal value). When the unit is switched off, the message HAL OFF appears on 


the LCD display. 


Long pressing (> 1 s) automatically sets the brightness to 3200K for color photography. 


Motorized focusing drive (3-13/6) 


Focusing knob available on both sides of the instrument. 
Coarse adjustment - big knob 
Fine adjustment - small knob 
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FOCUS key - Work / Load (3-13/8) 


— Load ¥ key Brings the nosepiece to the lowest position. 
Load Position appears in the lower line of the LCD display. The lower LCD line 
blinks every second as a warning sign. 

— Work A key pressed briefly (< 0.9 s): travel to work position, if in load position. 


pressed long (>2 s): setting of focus limit. 





ZERO VY key (3-13/7) 


— Key pressed briefly: current focus position is shown in the LCD display; 
activation of meauring mode 
— key pressed long (> 2 s): Z-position is zeroed. 


— Assoon as the Zdrive is moved, the current focus position is displayed in um with one digit after the 
comma: negative sign for lowering of nosepiece from the zero position, positive sign for moving 
upwards from zero position. 

— Exiting of measuring mode after objective change or Optovar change. 


Motorized nosepiece with objectives (3-13/2) 


— Motorized 6-position nosepieces H, DIC with compartments for DIC sliders in all objective positions. 
— Fast change of objectives through pressing the key on the right of the stand (3-13/4). The nosepiece 
can also be operated manually. 


When the heating stage is used, the nosepiece must first be moved to the lowest position via 
the focusing drive before a new objective is swung in, since otherwise collision between the 
Objective and the heating stage might occur. 


OBJECTIVE < P key (3-13/4) 


— Switches the nosepiece forwards or backwards by one position. The nosepiece can also be operated 
manually. 

— Before turning the nosepiece to the next position, move it to its lower end position. After the change, 
the previous Z-position is approached again and the previous lamp voltage value is reset. Lowering is 
not required if the nosepiece is turned manually. 

— The position number, magnification and contrasting technique of the current position is shown in the 
upper line of the LCD display 
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LCD display (3-13/17) 


— Two-line display with 16 characters each 
attached to the carrier for transmitted-light iS 
illumination / condenser. SS 
— Display of objective position (3-6/1), 
magnification (3-6/2) and contrasting technique 


NX 
(3-6/3) in the upper line. a 
— FL display (3-6/4) on the right of the top line if 


the fluorescence shutter is opened. uy 





— Display of lamp brightness in a line scale and 
display of the relevant voltage (3-6/5) in the 
lower line. One interval corresponds to 0.4 V. 

— The LCD background illumination can be 


switched on or off as required. Activation / 1 2 
deactivation is performed by pressing the FL iS \ 
key for approx. 1 second. os 

— Brightness adjustment of the LCD display is by Gis CO) OLX) iP nl2| | | le (2) ak 
pressing/holding the FL key + the toggle D A PHI/Z/FEILITIC 81. 151V 
switch. ‘os=2 = => =s= < 


‘ 


— The LCD display is also used for the 6 5 


configuration of the microscope (Set mode). 











Fig. 3-14 LCD-Display 
Instead of the line scale for the lamp brightness, the following can be displayed in the lower line (3-6/6) 
of the LCD display: 


— HAL off when the halogen illuminator is switched off. 

— 3200K when the lamp voltage has been set to the color temperature (10.5 V). 

— Description of the swung-in filter set on the reflector turret (e.g. DAPI/FITC), provided that the 
fluorescence shutter has been opened. If no filter set is contained in the reflector turret, the reflector 
turret position (e.g. Refl. 2) is displayed instead. 


The currently set position appears in the LCD display for 4 seconds during performance of the following 
key functions: Both lines of the display are used. 


— 1x Optovar: display of the Optovar magnification factor (1.6x) and the overall magnification (Total 
Mag.) in the intermediate image 

— LEFT/RIGHT and Slider VIS/Frontport/Baseport: display of the actual intensities at Sideport, 
Frontport, Baseport or VIS, depending on the selected positions of both control elements, e.g. SP: 
Right 20% (upper line of the LCD display) and Binocular 80% (lower line). 

— FOCUS - Load: Load Position appears in the lower line (display blinks every second). 

— ZERO: display of the current focus position in mm (e.g. Zdis: +0.0um) 

— If a motorized condenser is connected, the currently set condenser turret position appears in the 
lower line (e.g. Cond. DICIII). If the aperture is changed by pressing the key on the condenser, the 
value of the stop opening is displayed (e.g. Cond. NA: 0.55). When a phase stop position is set, the 
aperture diaphragm is always entirely open. 

— Display function during the instrument configuration (SET mode). 
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Motorized condensers (3-13/16) 
Motorized condenser, equipped with: 


— 6-position turret for: 
brightfield: H 
phase contrast: Ph1, Ph2, Ph3 with centerable 
stops 
interference contrast: DIC |, DIC Il 

— If a motorized condenser is recognized by the 
Sub-bus of the stand, the current condenser 
turret position automatically appears in the 
lower line of the LCD display. The condenser 
display is always available. 

— Motorized adjustment of the turret by pressing 
key Rev A V (forward and backward, 3-15/1) 
on the right side of the condenser. 

— Motorized adjustment of the aperture 
diaphragm by pressing key A (open and close, 
3-15/2) on the left side of the condenser. If a 
phase stop is contained in the beam path, the 
aperture diaphragm always fully opens 
automatically (NA = 0.55). 

— The set turret position appears in the lower line 
of the LCD display (e.g. Cond. DICII). Cond. 
NA: 0.55 is displayed in a phase stop position, 
and the key pair A is without function. 














Fig. 3-15 Condenser 0.55, 6-position 
H, Ph1, Ph2, Ph3, DIC, DIC 


The motorized condenser can only be used with the motorized stand, or with a manual stand 
which is equipped with an interface PC-board. 


1x OPTOVAR key for the motorized change of Optovar settings (3-13/12) 
— Key for the selection of the Optovar magnification; switching sequence 1x, 1.6x, 2.5x 


— Key pressed briefly: current position is shown in the LCD display for 4 s (or until the next press 
of the key); 
without LCD display, the position is approached imediately 
key pressed again: target position is displayed and approached 


— Inthe LCD display, the selected Optovar magnification and the overall magnification are shown. 
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LEFT / RIGHT key for the motorized switching of the Sideport turret (3-13/13) 


Key to switch the beam splitting ratio for Sideport (doc) right, Sideport (doc) left and VIS (visual 
observation through the binocular). 
Five motorized configurations are possible: 

LSM connector SP L and Sideport 60 R 

LSM connector BP and Sideport 60 L 

LSM connector BP and FCS connector SPL 

Safety device LSM / PASCAL 

Change to beam path mot. LSM 


Key pressed briefly: current position is shown in the LCD display for 4 s (or until the next press 
of the key); 
without LCD display, the position is approached immediately 

key pressed again: target position is displayed and approached 


The set beam path is displayed depending on the VIS / Frontport / Baseport setting, i.e. the actual 
intensities at the ports are displayed (in % ). 


Key for the motorized switching of the VIS / Frontport / Baseport slider (3-13/14) 


Key to switch the beam path between Frontport (FP), Baseport (BP) and VIS (visual observation 
through the binocular). 

The display in the LCD display depends on the position of the Sideport turret. 

The following is displayed: Binocular, Baseport, Sideport 

Empty positions are not approached or displayed unless a different setting has been made in the 
AXIOSET software program. 


FCT key (3-13/15) 


The AXIOSET software program permits any required CAN/SUB components to be assigned to this 
key. 

Unless the key has been assigned otherwise, the instrument is brought to a basic position (Home or 
Default position) after activation. 

Basic position: 

Optovar 1x (pos 1) 

HAL=3V 

SP 100 % VIS (pos 1) 

BP 100 % VIS (pos 2) 

condenser aperture fully opened 

condenser turret BF (pos 1) 

reflector turret on transmission 

FL shutter closed 


Key "Set LM" (3-13/18) 


briefly pressed: Light M anager values are saved 
pressed long (> 2 s): activation of Set mode 
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Motorized 5-position reflector turret (3-13/3) 


— Accepts the maximum of 5 reflector modules for epi-fluorescence. 

— Fast change of reflector position through pressing the key (forward or backward) on the right of the 
stand (3-13/5). 

— The activated reflector position is marked with a line on the right of the reflector turret. The reflector 
turret can also be operated manually. 


Key REFLECTOR < P (3-13/5) 


— Switches the reflector turret forwards or backwards by one position. The reflector turret can also be 
operated manually. 


— Key pressed briefly: current position is shown in the LCD display for 4 s (or until the next press 
of the key); 
without LCD display, the position is approached immediately 
key pressed again: target position is displayed and approached 


— If a position with a filter set is in the beam path, the filter set is shown in the lower line of the LCD 
display. The voltage of the halogen illuminator is displayed only as a digit. If the halogen illuminator is 
switched off, 0 V is displayed. If no filter set has been configured for the reflector position, the 
reflector position is displayed. However, the filter set and the reflector position are only displayed if 
the FL fluorescence shutter is open (FL is displayed in the upper line of the LCD display). 


FL key on/off (3-13/10) 


— Switches the fluorescence shutter on or off alternately. 

— pressed briefly (<1 s): FL shutter open (FL appears in the LCD display) or closed. 

pressed long (> 2 s): background illumination of the LCD display is switched on or off. 

If the key is kept pressed when the microscope is switched on, the Light Manager is deactivated. The 
Light M anager is activated automatically when the microscope is switched on the next time. 
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3.2.2 Switching on and basic settings on the Axiovert 200 M (motorized) 


e Switch on the microscope with the on/off switch on the right side. 
The indicator light in the switch lights up. 
Initialization of the instrument follows. 


After initialization, the LCD display shows the positions of all the stand components cyclically. The display 
remains visible until a key is pressed. 


3.2.2.1 Configuration (Set mode) 


The microscope must be configured after it has been switched on, i.e. the equipment of the nosepiece 
and the reflector turret, the Z-focus factors and the parfocal offset of the objectives to each other must 
be set. Setting is performed in the Set mode with the aid of the LCD display. 


The microscope is already configured in the factory in accordance with the equipment ordered by the 
customer. 


When the equipment in the nosepiece and the reflector turret is changed, the configuration must be 
updated accordingly. 


Activation of Set mode 


e To activate the Set mode, keep the Set LM key (3-12/1) on the instrument rear pressed for approx. 2 
seconds until a double beep is emitted. 


The objective name (default) or the reflector name in the LCD display starts blinking. 


Ks If no adjustment is performed for more than 60 seconds, the Set mode is exited automatically. 
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Setting of nosepiece equipment 
e Press one of the two OBJECTIVE keys. 


Change to nosepiece programming is made, and SET Objective is displayed in the upper line of the LCD 
display. The set nosepiece position, the magnification and the contrasting technique of the objective are 
displayed in the lower LCD line. 


e Activation of the toggle switch on the front of the stand permits a list of objectives to be scrolled 
through upwards or downwards. 


e If the correct objective for the relevant nosepiece position appears in the LCD display, the next 
nosepiece position can be swung in by pressing one of the two OBJECTIVE keys and the relevant 
Objective can be assigned. 


e Repeat the procedure for all nosepiece positions. Then change to the next programming item or exit 
the Set mode. 


Setting of reflector turret equipment 
e Press one of the two REFLECTOR keys. 


Change to reflector turret programming is made, and SET Reflector is displayed in the upper line of the 
LCD display. The set reflector turret position and the selected filter set are shown in the lower LCD line. 


e Activation of the toggle switch on the front of the stand permits a list of filter sets to be scrolled 
through upwards or downwards. 


e lf the correct filter set for the relevant reflector turret position appears in the LCD display, the next 
turret position can be swung in by pressing one of the two REFLECTOR keys and the relevant filter 
set can be assigned. 


e Repeat the procedure for all reflector turret positions. Then change to the next programming item or 
exit the Set mode. 
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Setting of Z focus factors and parfocality 


The matching of focus positions (parfocality) and the adaptation of the focus speed (Z-focus factors) to 
the objective magnification are normally only performed when the microscope is used for the first time 
or after the change of objectives in the nosepiece. 


The parfocality values are automatically saved during setting of the Z focus factors. To correctly save the 
parfocality values, the objective with the highest magnification must be used to focus on a specimen 
before the Set mode is entered. 


e Place a specimen on the stage. Swing in dry objective with the highest magnification. 
e Focus on the specimen via the fine adjustment. 
e Activate Set mode by pressing key Set LM (for more than 2 seconds). 


e Press one of the two FOCUS keys. 


Change to focus programming is made, and SET FOC SPEED 6 is displayed in the upper line of the LCD 
display. The number 6 stands for the focus factor currently set. The set nosepiece position and the 
objectives in the nosepiece are shown in the lower LCD line. 


e Activation of one of the two FOCUS keys permits the focus factor to be changed individually for the 
swung-in objective. 
Key FOCUS A: _ the drive moves faster 
Key FOCUS ¥: _ the drive moves slower 


e Then focus on the specimen again and swing in the objective with the next lowest magnification. 


While the nosepiece is being moved to the next position, the focus position and focus speed values set 
for the previous objective are saved in the Set mode. 


e Use the current objective to set the focus speed, focus exactly on the specimen and move the 
nosepiece to the next position to store the settings. 


e Repeat the above settings for all objectives. The last settings should always be made with the oil 
immersion objectives. 


e Finally, the nosepiece must be turned by one further position to permit the values to be saved. 


e To save the entire setting, exit the Set mode by briefly pressing the Set LM key. 


Resetting of Z focus factors and parfocality to default values 
e Activate Set mode. 


e Press and hold FOCUS A and FOCUS ¥ keys simultaneously for approx. 1 s until you hear a beep. 
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Deactivation of Set mode and saving of settings 


The Set mode can be exited after conclusion of the settings. The settings / changes performed are 
automatically stored when the mode is exited. 


e To exit the Set mode and return to the standard mode, briefly press the Set LM key on the 
instrument rear. 


The permanent storage of all the settings is confirmed by a beep. Config. & Focus Settings Stored 
appears in the LCD display. 


is If no operation is performed in the Set mode for 60 seconds, the microscope is automatically 
reset to the standard mode. The settings made until then will not be stored. 


If the instrument is switched off in the Set mode, the settings performed will not be stored 
either. 


3.2.2.2 Setting of focus limit (software limit) 
In addition to the recognition of the hardware end positions, the software also permits the setting of the 
focus limit, i.e. the upper limit of the travel range of the focusing drive. 


This limit is an absolute focus position which applies to all nosepiece positions and which is only 
corrected by the amount of parfocality alignment of the relevant objective. 


In the factory alignment of the Axiovert 200 M, the focus limit lies above the upper end position switch 
and is therefore not effective. 


Activation of focus limits 

e Press Focus Up A key for more than 2 seconds. 

The current position of the focusing drive is stored as software limit (topmost Z-position). 
FOC-Limit set appears in the LCD display for 4 seconds. 


Shifting of focus limit 


e Keep the Work A key pressed and simultaneously move to the required position via the focusing 
drive. 


The new focus limit is stored after the key is released. 
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3.2.2.3 Light Manager 


The Light Manager is applied with the Axiovert 200 M (storage of set values) in the same way as with 
the manual version. 


However, the functionality of the Light Manager is considerably greater in the Axiovert 200 M on 
account of the coding / motorization of the major microscope components. 


The Light M anager is automatically activated each time the Axiovert 200 is switched on. However, there 
is the possibility of deactivating the Light M anager temporarily. 


Temporary deactivation is achieved by keeping the key FL on/ off pressed after the instrument is 
switched on until a double beep is emitted. The Light Manager is then deactivated until the microscope 
is switched on the next time. LM off appears in the LCD display. 


In transmitted light, the following parameters are stored with each nosepiece position: 


— illumination intensity of the halogen illuminator 
— condenser turret position (i.e. one contrasting technique, e.g. H, Ph, DIC, per nosepiece position) 
— aperture stop opening 


The intensity value is stored for each Optovar turret position (in combination with an objective), i.e. the 
illumination intensity is always suitable after a change of the Optovar magnification. The condenser 
turret position does not influence the illumination intensity. 


In reflected light, the position of the fluorescence shutter is also taken into consideration. 


The position of the reflector turret switches the halogen illuminator and the fluorescence shutter. If a 
fluorescence filter set is swung in on the reflector turret, the halogen illuminator is switched off and the 
fluorescence shutter is opened. If no fluorescence filter set (brightfield) is swung in or configured, the 
halogen illuminator is switched on and the fluorescence shutter is closed. 


If the halogen illuminator shall be used parallel to the reflected-light illuminator, it can be switched on via 
the Hal on / off key, the illumination intensity can be matched, and this setting can also be stored by 
briefly pressing the Set LM key (instrument rear). 


Standard settings are performed and stored in the factory for all components integrated into the Light 
M anager function. 


The settings of the Light M anager can be manually adapted to the available conditions any time. 


If manually changed settings shall be stored permanently, this is possible by briefly pressing the SET LM 
key. A brief beep after release of the key confirms that storage has been performed. 
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3.3 IIlumination and contrasting techniques 
3.3.1 Setting of transmitted-light brightfield for KOHLER illumination 


3.3.1.1 General principle 


Transmitted-light brightfield microscopy is the most usual of all the optical techniques, since it allows the 
easy and fast viewing of high-contrast or stained specimens (e.g. blood smears). 


In addition to so-called direct beam bundles, indirect bundles which are diffracted and scattered at the 
specimen details, are of major importance for an image as true to the object as possible. The greater the 
portion of the indirect bundles (aperture), the more the microscope image will be true to the object, 
according to ABBE. 


To make use of the entire optical performance of the microscope and the objective in particular, the 
condenser, the luminous-field diaphragm and the aperture diaphragm should be set in accordance with 
the rules of KOHLER illumination. These basic rules of microscope setting are described in detail in the 
following section 3.3.1.3, "Transmitted-light brightfield setting according to KOHLER on the Axiovert 
200 (manual)". 


3.3.1.2 Transmitted-light brightfield configuration of the Axiovert 200 manual 


Each manual Axiovert 200 microscope can be configured to permit the transmitted-light brightfield 
technique. 
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3.3.1.3 Transmitted-light brightfield setting according to KOHLER on the Axiovert 200 


(manual) 


Put the Axiovert 200 (manual) in operation as described in chapter 2. 
Switch on the Axiovert 200 (manual). 


Select the objective with the lowest magnification (e.g. 10x objective with the yellow ring) on the 
nosepiece (3-16/2) and ensure the correct stop position. 


Set factor 1x on the setting wheel (3-16/4) of the Optovar turret; ensure the correct stop position. 


Open the luminous-field diaphragm completely by pulling the lever (3-16/16) on the carrier for 
transmitted-light illumination to the front until stop. 


Open the aperture diaphragm completely by turning the setting wheel (3-16/20) on the condenser to 
the front until stop. 


Turn the setting ring (3-16/19) to move the condenser turret in position H for brightfield (if not 
available, to position DIC). 


Turn the setting ring to move the reflector turret (3-16/5, if available) in a position without filter 
combination and ensure the correct stop position. 


If required, remove analyzer slider from the compartment (3-16/3) or switch to free light path; ensure 
the correct stop position. 


Turn setting wheel for Sideport right / Sideport left / vis (3-16/22) to position 100 % vis (visual). 
Turn setting knob for Frontport / Baseport / vis (3-16/23) to position 100 % vis. 


Set beam splitting ratio to 100 % vis (3-16/10) on the binocular (photo)tube. Switch off the Bertrand 
lens (if available). Move combined rotary / slider knob (3-16/9) to position 100 % vis. 
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On / Off switch 

Nosepiece 

Compartment for slider 
analyzer 

Setting wheel for Optovar turret 
Reflector turret 

Focusing drive coarse / fine 
HAL on/off key 

Toggle switch for illumination 
intensity 

Rotary or slider knob for 

vis / doc beam splitting 


Axiovert 200 


3-30 

















Rotary or slider knob for Bertrand 
lens and manual shutter 
Binocular component of the tube 
Setting ring of eyepiece 

Eyepiece 

Polarizer D with 2-position filter 
changer 

Centering screw for condenser 
Adjusting lever of luminous-field 
diaphragm 

Setting knob for vertical 
adjustment of the condenser 

















Centering screw for condenser 
Turret of condenser 

Setting wheel for aperture stop 
on the condenser 

Microscope stage 
Compartment for aperture stop 
slider 

Setting wheel for Sideport 
Setting knob for 

Frontport / Baseport 
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Swing out 3-position filter changer (3-16/14). 
Place a high-contrast specimen on the microscope stage (3-16/21). 


Match the eyepiece distance (interpupillary distance) to the user's individual interpupillary distance: 
For this purpose, pull apart or push together the binocular component (3-16/11) of the tube. 


Set the zero point of ametropia compensation on the setting ring (3-16/12) of the eyepieces (3-16/13) 
to the white dot if no eyepiece reticle is available, 
to the red dot if eyepiece reticle is available. 


If required, optimize focus of the selected object detail via the setting ring of the relevant eyepiece for 
ametropia compensation. 


Use the coarse / fine focusing drive (3-16/6) to focus on the selected detail of the specimen. If no light 
is visible in the eyepieces, check whether light exits the housing of the halogen illuminator. If this is 
not the case, switch on the halogen illuminator by pressing the HAL on/off key (3-16/7). 


Use the toggle switch (3-16/8) to set the light intensity to a comfortable brightness. Adjustment is 
made in small steps when the key is pressed half down (pressure point), and in big steps when the 
key is pressed down completely. 


Close luminous-field diaphragm (3-16/16) until 
it is visible in the field of view, even if not in wo 
focus (3-17/A). 

A B C D E 


Focus on the edge of the luminous field 

diaphragm (3-16/B) by moving the condenser Fig. 3-17. Diaphragm settings for KOHLER 

(3-17/17) vertically. illumination in transmitted-light 
brightfield 








Center (3-16/C) luminous-field diaphragm using 
centering screws (3-17/15 and 18) and open it 
until the edge of the diaphragm just disappears 
from the field of view (3-17/D). 


For aperture diaphragm setting, remove one eyepiece from the eyepiece tube and set aperture 
diaphragm (3-16/20) to approx. 2/3 of the diameter of the objective exit pupil (3-17/E). 
Optimum contrast setting is dependent on the respective specimen. 


Insert eyepiece again and, if required, refocus on the specimen via fine drive. 


Match the light intensity via the toggle switch. 


is The field size and the objective aperture change after every objective change, i.e. the luminous- 


field diaphragm and aperture diaphragm settings must be repeated to ensure optimum results. 
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3.3.1.4 Transmitted-light brightfield configuration of the Axiovert 200 M 


Each Axiovert 200 M microscope can be configured to permit the transmitted-light brightfield technique. 


3.3.1.5 Transmitted-light brightfield setting according to KOHLER on the Axiovert 200 M 


— Put the Axiovert 200 M in operation as described in chapter 2. 
— Configure the instrument in the Set mode. 
— Switch on the instrument and activate the Light M anager (standard setting). 


The illumination intensity, the reflector turret setting (brightfield position), the condenser settings 
(position of the turret and aperture diaphragm opening) and the status " transmitted light on or off" are 
stored by pressing the Set LM key. 


Motorized microscope components must be activated via the relevant control elements. 


e Set KOHLER illumination as described in section 3.3.1 for the Axiovert 200 (manual). 


e After the last setting item, briefly press the Set LM key on the instrument rear to store the settings. A 
brief beep is emitted after release of the key to confirm that the setting has been stored. 


e The above diaphragm settings must be repeated for all objectives, since the field size and the 
Objective aperture are changing. 
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3.3.2 Setting of transmitted-light phase contrast 
3.3.2.1 General principle 


The phase contrast technique is ideal for examinations of thin, unstained specimens, e.g. culture cells. 
The human eye is unable to recognize phase differences (differences in refractive index and thickness) 
between the various cell components. 


The phase contrast technique uses the optical modulators "phase stop and phase ring" and the 
interference procedures during the formation of the intermediate image to change the small phase 
differences in intensity and color differences which are visible to the human eye. 


The high-intensity, direct light components are attenuated using the annular channel optically defined as 
"phase stop and phase ring", and a constant phase shift is applied. The indirect light components 
diffracted at various cell components, however, by-pass this optical channel and are influenced by the in- 
phase refractive index and the thickness differences of the specimen. 


In the intermediate image plane, the differently influenced partial beams interfere and are enhanced or 
attenuated - depending on the phase position. This interference results in image contents displaying 
intensity and color differences which can be recognized by the human eye. 


3.3.2.2 Configuration of the Axiovert 200 (manual) and Axiovert 200 M 


— Phase contrast objectives with phase rings PhO, Phi, Ph 2 or Ph3 for different average numeric 
apertures which can also be used in brightfield without any restriction. 

— Condenser with turret containing centering phase stops Ph 0, Ph 1, Ph 2 and Ph 3 for various medium 
numeric apertures. 

— The activated phase stop on the condenser must match with the relevant description on the objective, 
e.g. Ph 1. 
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3.3.2.3 Setting of transmitted-light phase 
contrast on the Axiovert 200 / 
Axiovert 200 M 


e Swing phase contrast objective, e.g. Ph 1, into 
the beam path. 


e Switch phase stop with the same description as 
the phase contrast objective (e.g. Ph 1) in the 
turret of the condenser. 


e To check the centering and congruence of the 
bright phase stop (in the condenser) with the 
dark phase ring (in the objective), remove one 

Fig. 3-18 Centering the phase stop on the eyepiece from the tube and replace it with the 

condenser centering telescope. Use the correction facility 
of the centering telescope to focus on the 
phase stop and the phase ring in the objective 
exit pupil. 














When the phototube is used, the Bertrand lens can 
also be switched on for observation of the 
Objective exit pupil. When the Bertrand lens is 
used, the factor 1x must be set on the setting 
wheel of the Optovar turret. 


e If congruence is not perfect (3-19/A), two SW 
1.5 Allen keys (3-18/1) must be used to 
recenter the bright phase stop until complete 
congruence with the dark phase ring has been 
achieved (3-19/B). 


e Finally, remove the centering telescope from 
the tube and replace it with an eyepiece, or 
Fig. 3-19 Centering of phase stop (bright in switch off the Bertrand lens. 
condenser) with phase ring (dark in 
objective) 








However, centering is normally not required, since the phase stops are centered in the factory. 


To enhance the image contrast, an interference wide-band filter, green 32 x 4, can be inserted in the 
filter changer. Complete phase contrast is only achieved if the bright phase stop (in the condenser) and 
the dark phase ring (in the objective) are exactly congruent in the illumination beam path (3-19/B). 


is Adjustment of the phase rings must be performed for all phase contrast objectives used. When 
liquid objects are examined in small vessels, the beam path must be aligned to the center of 
the vessel, since liquids on the edge of a vessel have the same effect as lenses and impair the 
microscope image. 
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3.3.3 Setting of differential interference contrast (DIC) in transmitted light 
3.3.3.1 General principle 


The transmitted-light DIC technique permits high-contrast 3D images of transparent specimen details. 


Light which has been linearly polarized by a polarizer is split into two partial beams in a birefringent 
prism. These partial beams pass two neighboring specimen areas at a small distance and experience 
different path differences on account of different refractive indices and specimen thicknesses. Both 
beams are then united in a second birefringent prism and feature the same vibration direction after 
passing the analyzer. Therefore, both partial beams can interfere in the intermediate image, with the 
path differences being changed to different gray values (intensities). 


3.3.3.2 Configuration of the Axiovert 200 (manual) and Axiovert 200 M 


— Objectives offered with the DIC equipment, e.g. Plan-Neofluar 

— DIC slider, suitable for the objectives used 

Condenser with turret equipped with DIC prisms (DIC I, DIC Il, DIC Ill) 
Polarizer, e.g. model D with 2-position filter changer 

— Analyzer, e.g. fixed analyzer slider or analyzer slider + 30° (de Sénarmont) 


3.3.3.3 Setting of transmitted-light DIC on the Axiovert 200 (manual) and Axiovert 200 M 

e Swing in the suitable DIC objective. Push appropriate DIC slider (3-20/3) into the compartment on the 
nosepiece. Make sure that the DIC slider engages in the stop position. 

e Swing in the suitable DIC prism |, Il or Ill (digit on condenser turret). 


e Push analyzer slider (3-20/4) into the stand. Ensure the correct stop position. 


(1) Transmitted-light DIC with fixed analyzer slider 


e Switch on polarizer (3-20/1) on the carrier for transmitted-light illumination. Ensure the correct stop 
position. 


e Place a specimen on the stage. 


e Set luminous-field diaphragm and aperture diaphragm on the condenser (3-20/2) to KOHLER 
illumination. 


e Use knurled screw on the DIC slider to set optimum contrast. The symmetric adjustment of the DIC 
slider around its center position permits specimen details to be shown in 3D as if they were raised or 
lowered. 
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(2) Transmitted-light DIC with analyzer slider +30° (de SENARM ONT) 
When the analyzer slider +30° is used, the DIC slider must be brought to the center position first. 


e Swing in the polarizer and bring analyzer +30° (3-20/5) in 0°-position (dark position) (polarizer and 
analyzer are crossed). 


e Swing out the DIC prism on the condenser turret (use brightfield or phase contrast position, for 
example). 


e Remove one eyepiece and replace it with the centering telescope (or switch on Bertrand lens on the 
phototube). 


e lf the field is viewed using the centering telescope (or Bertrand lens), a diagonal black line of the DIC 
slider becomes visible (from the left top to the right bottom). 


e Adjust the knurled screw on the DIC slider to move the diagonal black line to the center of the field of 
view. 


e Remove the centering telescope and insert the eyepiece again (or switch off Bertrand lens). 
e Swing in DIC position on the condenser. 
e Place a specimen on the stage. 


e Use the setting wheel to turn the analyzer out of the 0°-position and to set the optimum contrast in 
this way. 


is Since the DIC technique uses polarized light, it is impaired if birefringent components, e.g. foils 
sometimes used with histological sections, are positioned between polarizer and analyzer. The 
same applies to Plexiglas culture chambers if the chamber bottom is made of plastic. In such 
cases, it is recommended to use chambers with glass bottoms to avoid the loss of optical 
performance. 
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1 Polarizer D (fixed, optional: rotary) 
2 Condenser 

3 DIC slider 

4 Analyzer slider, fixed 

5 Analyzer slider +30° 


Fig. 3-20 Components for the transmitted-light DIC technique on the Axiovert 200 
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3.3.4 Setting of VAREL contrast in transmitted light 
3.3.4.1 General principle 
VAREL contrast provides a relief-like image of objects and can be used as an alternative to phase 


contrast. VAREL contrast can also be used on curved surfaces, e.g. 96-well microtiter plates, for which 
no contrast can be achieved with the phase contrast technique (no flush ring positioning! ). 


3.3.4.2 Configuration of the Axiovert 200 (manual) and Axiovert 200 M 


— Condenser with turret equipped with VAREL stops. 
— Objectives which are suitable for VAREL contrast, e.g. A-Plan Ph1Var1 or LD A-Plan Ph2Var2. 





3.3.4.3 Setting of VAREL on the Axiovert 
200 (manual) and Axiovert 200 M 


e Open the aperture diaphragm (3-21/1) 
completely. 


e Swing VAREL stop on the turret of the 
condenser into the beam path (Var position). 


e Swing in the required VAREL objective via the 
nosepiece. 


e Use the setting screw (3-21/2) to move the 
Varel diaphragm opening until optimum VAREL 
contrast is achieved (relief-like impression). 














Fig. 3-21 Setting of VAREL contrast 


I Microtiter plates: 
Select the opposite VAREL ring of the diaphragm for illumination at the edge of the cavity; in 
the center of the cavity, the right or left VAREL ring can be used. 
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The specimen field with the relevant pupil image 
of the VAREL diaphragm is shown in Fig. 3-22. In 
the pupil image, the diaphragm appears rotated by 
180°. 














Fig. 3-22. VAREL contrast with microtiter 
plates 


Im — Shifting the VAREL illumination to outside the pupil corresponds to unilateral darkfield 
illumination. 
— Shifting the VAREL illumination between the Ph and VAREL rings of the objective 
corresponds to oblique brightfield illumination. 


ee Oblique brightfield Unilateral darkfield 
eee von contiaet illumination illumination 

CN 

\ \ 
@ ) 
} Fl 

Gf 

ast -" 
Ph ring VAREL ring VAREL diaphragm 


Fig. 3-23 Pupil images in VAREL contrast 
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3.3.5 Setting of fluorescence contrast in reflected light 
3.3.5.1 General principle 


The epi-fluorescence technique permits high-contrast images of fluorescent substances in typical 
fluorescence colors. In the epi-fluorescence microscope, the light generated by a high-performance 
illuminator reaches the excitation filter via a heat-reflecting filter. The filtered, short-wave excitation 
emission is reflected from a dichroic beam splitter and is focused on the specimen via the objective. The 
specimen absorbs the short-wave emission and then emits long wave fluorescence (STOKE's law) which 
is now gathered by the objective and transmitted by the dichroic beam splitter. Finally, the beams pass a 
barrier filter which only allows the long-wave emission from the specimen to be transmitted. 


Excitation and barrier filters, which are positioned in the FL reflector module together with the 
appropriate dichroic beam splitter, must be perfectly matched. 


3.3.5.2 Configuration of the Axiovert 200 (manual) and Axiovert 200 M 


Recommended objectives: brightfield objectives 

FL reflector module in the reflector turret 

N HBO 103 fluorescence illuminator or HBO 50 for reflected-light illumination 
HAL 100 halogen illuminator for transmitted-light illumination 


Kes Before the epi-fluorescence technique is applied, it is absolutely necessary to adjust the 
mercury vapor short-arc lamp in accordance with sections 2.12.2 through 2.12.4 by using the 
adjusting aid. If required, re-adjustment must be performed depending on the operation time. 


3.3.5.3 Setting of epi-fluorescence on the Axiovert 200 (manual) and Axiovert 200 M 


The first epi-fluorescence setting is considerably facilitated if the Plan-Neofluar objective 20x/0.50 and a 
specimen featuring pronounced fluorescence are used. It is also possible to use demonstration specimens 
first. 


e Switch on the HAL 100. 
e Swing in suitable objective, e.g. Plan-Neofluar 20x/0.50, via the nosepiece (3-24/4). 


e Move condenser turret to position H, transmitted-light brightfield (or also phase contrast), and then 
move to the specimen area to be examined. 


e Use focusing drive for focusing. 


e Keep light path in the reflected-light part blocked at first using the fluorescence shutter by pressing 
the FL on / off key (3-24/6). 


3-40 B40-080e 03/01 


OPERATION 
Axiovert 200 Illumination and contrasting techniques Carl Zeiss 
















SS 

SHS 

, 86D 
i 





-( 


1 N HBO 103 fluorescence illuminator 

2 Iris stop slider (aperture diaphragm) 

3 Iris stop slider (Iuminous-field diaphragm) 
4 Nosepiece 

5 Reflector turret 

6 FLon/ off key 


Fig. 3-24 Components for epi-fluorescence on the Axiovert 200 
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Switch on the NHBO 103 fluorescence illuminator (3-24/1) via the power supply and allow it to heat 
to operating temperature for approx. 15 minutes. 


Select the FL reflector module in the reflector turret containing the required fluorescence filter 
combination (depending on the excitation) and switch it on. 


Press the FL on/off key (3-24/6) to open the fluorescence shutter. The opening of the shutter is 
confirmed by a beep. 


For the epi-fluorescence technique, one slider each with iris stop is used as aperture and luminous-field 
diaphragm. However, since the aperture diaphragm is not visible in reflected light, the aperture 
diaphragm slider must first be centered in the compartment of the luminous-field diaphragm and then 
be inserted in the compartment for the aperture diaphragm. 


The centering for the aperture diaphragm and the luminous-field diaphragm is performed in the same 
way: 


Insert an iris stop slider into the compartment (3-24/3) for the luminous-field diaphragm until stop. 
Use the lever to close the diaphragm until it becomes visible in the field of view. 


Then center the diaphragm using the two adjusting screws in the slider (with SW 3 mm ball-headed 
screw driver). Open the diaphragm until the entire field is uncovered. 


Push the slider centered in this way into the compartment for the aperture diaphragm (3-24/2) until 
stop. 


Insert an additional iris stop slider into the compartment (3-24/3) for the luminous-field diaphragm. 
Close the luminous-field diaphragm until it becomes visible in the field of view. 
Use the two centering screws to center the luminous-field diaphragm in the edge of the field of view. 


Either open the luminous-field diaphragm until it just disappears behind the edge of the field of view 
or, if there is a risk of specimen bleaching, reduce it until it is visible in the field of view. 


Finally, refocus on the specimen and optimize the collector position of the fluorescence illuminator. 
For this purpose, use the knurled knob on the fluorescence illuminator to set the collector in such a 
way that illumination of the field of view provided by the short-wave excitation reflector module is as 
homogeneous as possible. Correction of the collector position is not required when modules with 
long-wave excitation are used. 
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3.4 Documentation 
Depending on the instrument configuration, the Axiovert 200 (manual) and Axiovert 200 M microscopes 
can be equipped with up to five documentation ports. 


— Frontport for the connection of a SLR camera, a video or digital camera (e.g. AxioCam from Zeiss) via 
a special video or camera adapter. 

— Sideport (right or left) for the connection of documentation equipment via the 60 mm interface for 
LSM and FCS connections please see page 1-9). 

— Baseport (bottom) for the connection of documentation equipment via the 60 mm interface. 

— Binocular phototube with 60 mm interface. 


3.4.1 Image orientation of camera ports 


The following table gives a detailed overview of the image orientation on the Axiovert 200 camera ports. 


The descriptions are based on an object, such as a stage micrometer, with readable figures or letters to 
illustrate the orientation: 


F 
Original object: \ Viewed without microscope 
P 


As shown above, the object is placed on the microscope stage with the readable side facing the objective 
and is then seen from top by the microscope user as follows: 


q This view is the reference view 
/ for the description below. 
q 


Viewed from top, too, a movement of the specimen stage in Y direction to the back (thick arrow) and in 
X direction (thin arrow) appears like this: 


ae 


For a given viewing direction related to the respective stand component, the table below provides the 
following information: 


— Intermediate image of the object and the image on the monitor as captured by the camera as well as 
— direction of motion of the object, when moving the stage. 
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Order No. / View ed with / Intermediate / Direction of Viewing direction, 
Description Switch position image / Monitor motion of object schematic 

4 
000000-1005-827 Eyepieces (100% vis) 
Binocular tube q 





000000-1005-828 100% vis: 0% doc 
Binocular phototube 


50% vis: 50% doc 
0% vis: 100% doc 





000000-1005-829 Eyepieces (100% vis) 
Binocular ergotube 





000000-1005-815 20% vis: 80% doc 
Sideport 60, left, 
2 switching positions 





000000-1005-816 50% vis: 50% L 
Sideport 60, left, 0% vis: 100% 
3 switching positions 


rc 





000000-1005-817 50% vis: 50% R 
Sideport 60, right, 0% vis: 100% R 
3 switching positions 





000000-1005-818 0% vis: 100% L 
Sideport 60, left 

and right, 

3 switching positions 20% vis: 80% R 


Pole | ps FG | 18) | 


Ht 





000000-1069-228 100% Frontport 
Beam path switching 


|-—~. 
B 

|. — 

b—— 





000000-1069-229 100% Frontport 
Beam path switching mot 


A 
‘A 
A 
~ 
= 
S 
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OD 
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Order No. / View ed with / Intermediate / Direction of Viewing direction, 
Description Switch position image / Monitor motion of object schematic 





000000-1005-824 100% doc 4 
Baseport P 





Camera adapters working without intermediate imaging do not change the orientation of the image. 
This also applies to the Frontport with adapters V200 T2 2.5x for SLR used on Frontport 000000-1005- 
869 and video adapter V200 C 2/3” 0.63x used on Frontport 000000-1071-171. 


The use of Optovars 000000-1005 and 000000-1005-856, too, does not change image orientation. 
The above description also applies to any other specimen. 


3.4.2 Photomicrography with SLR camera 


The Axiovert 200 (manual) and Axiovert 200 M microscopes permit the beam path to be switched to 
100% vis (visual observation through eyepieces and an open position for activation of the Sideport to 
the right or left), 100% Frontport (port pointing to the front for photomicrography) or 100% Baseport 
(port pointing downwards). 


Since this is a 100% _ switching position, 
simultaneous visual observation during 
photography is not possible. 


The 2.5x camera adapter and the camera-specific 
T2 adapter permit commercially available 35 mm 
SLR cameras to be connected to the microscope. 


e Remove dust cover or camera lens from the 
camera housing (3-25 /1). 


e Attach appropriate T2 adapter (3-25/2) to the 
camera housing. 


e Remove dust cover from the 2.5x camera 
adapter (3-25/3). 


e Screw 2.5x camera adapter into the T2 adapter 
via the thread. 














e Remove dust cover from the camera port. Fig. 3-25 Connection of a SLR camera 
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e Attach the premounted camera system to the Frontport, align it horizontally and tighten clamping 
screw (3-25/5) using the SW 3 ball-headed screwdriver. 


e Switch on the microscope and, when using a color film (artificial light), set the toggle switch for 
illumination intensity (3-25/4) to 10.5 V (corresponds to the color temperature of 3200 K). The 
voltage value can be directly read from the LCD display. To make this setting easier for you, the 
increase of the lamp voltage stops at 10.5 V when the toggle switch is pressed down completely, and 
a beep is emitted. 

Should the illumination intensity be too high for the specimen, an attenuation filter must be used. 


e Select the object area to be photographed via the binocular tube. 


is To determine the image section and for exact focusing of the image, the adjusting eyepiece 
should be equipped with the dia. 26 MC 10x photo reticle (see section 2.2.2). 


e After switching the beam path (3-25/6) from visual observation to the Frontport, 100 % of the light is 
now available for the camera. 


e To operate the camera system, please observe the manufacturer's manual. 


is The magnification on the film is the product of objective magnification, Optovar magnification 
and the factor 2.5 of the camera adapter. 





3.4.3 Photomicrography using a digital 
camera and videomicroscopy 


e The Axiovert 200 and Axiovert 200 M permit 
the connection of one video camera or one 
digital camera (e.g. AxioCam digital camera 
from Zeiss, (3-26/1) to the Frontport via the 
0.63/C-mount video adapter (3-26/2). 


e Attachment of the video adapter is performed 
in the same way as the camera adapter 
(described in section 3.4.2). 














Fig. 3-26 Video attachment 
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4 CARE, MAINTENANCE, TROUBLESHOOTING AND SERVICE 
4.1 Care 


Care of the instruments is limited to the following operations: 
e Cover the instrument with the dust cover after every use. 

e Do not install instrument in a damp room. 

e Cover open tubes with dust protection caps. 


e Remove dust and dirt from visible optical surfaces using a brush, airblower, Q-tips, optics cleaning 
paper or a cotton cloth. 


e Remove water-soluble dirt (coffee, Coke, etc.) after breathing on it and wiping it off with a dust-free 
cotton cloth or a moistened cloth. A mild cleaning agent can also be added to the water. 


e Remove stubborn, oily or greasy dirt (immersion oils, finger prints) with a wad of cotton or a dust-free 
cotton cloth dipped in the optics cleaning mixture L. 
This cleaning mixture is produced of 90 Vol% benzoline and 10 Vol% isopropanol (IPA). The various 
components are also known under the following synonyms: 
benzoline: medical alcohol, petroleum ether 
lsopropanol: 2-propanol, dimethyl carbinol, 2-hydroxypropane 


Clean the optical surface by moving in circles starting in the middle. Slight pressure should be exerted on 
the optics during cleaning. 


When using the Axiovert 200 in humid climatic zones, proceed as follows: 


e Store the microscope in bright, dry and well ventilated rooms with a humidity of less than 65% ; store 
particularly sensitive components and accessories, such as objectives and eyepieces, in a dry closet. 


e When the equipment is stored in closed cases for a longer period of time, the growth of fungus can 
be avoided by including cloths soaked in fungicide in the cases. 


[t | The risk of growth of fungus on opto-mechanical instruments always exists in the following 
conditions: 


— relative humidity of more than 75% and temperatures between +15° C and +35° C for 
more than three days. 
— installation in dark rooms without air ventilation, and 


— dust deposits and fingerprints on optical surfaces. 
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4.2 Maintenance 
4.2.1 Performing checks 
The following checks should be performed regularly every six months. 


General 
e Check line cables and plugs for defects. 
e If any damage is visible, switch off the instrument. Have defects repaired by Zeiss service staff. 


e Make sure that the maximum operation time of the halogen and HBO / XBO lamps is not exceeded 
(once a week). 


Ilumination 
e Check the correct setting of the halogen and HBO / XBO lamps. 


e Check contacts of the electrical connection points of the illuminators. 


Optics 


e Visual checking of cleanliness of objectives and eyepieces 


4.2.2 Changing the fuses on the microscope 


The fuses for the instrument input voltage are 
positioned on the rear of the microscope stand. 
The fuse compartment, which contains two T4.0 
A/H 250 V 5x20 mm fuses, is combined with the 
instrument socket. 


If fuses blow, the cause must be found out first 
and any technical defect must be efficiently 
eliminated. 


ra Always pull the power plug before 
changing the fuses. 


e Disconnect the instrument from the line. Pull 
out fuse compartment (4-1/1) in forward 
direction. 




















Fig. 4-1 Changing the fuses 


e Remove fuses from the holder and insert new fuses. 


e Insert fuse holder back in the fuse compartment (4-1/2) until stop. Plug in power cords. 
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4.2.3 Changing the fuses on the ebq 100 dc 
power supply 


The fuse holder for the fuses Fl and F2 is 
positioned on the rear of the power supply. It is 
combined with the instrument socket and contains 
two T 3, 15A fuses. 


If fuses blow, the cause must be found out first 
and any technical defect must be efficiently 
eliminated. 


re Always pull the power plug before 
changing the fuses. 
e Disconnect the instrument from the line. 


e Pull fuse holder (4-2/1) out of the fuse 
compartment (4-2/2) in forward direction. 


e Replace defective fuse. 


e Then push fuse holder back into the fuse 
compartment until click-stop. 


e Plug in power cords. 
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Fig. 4-2 Changing the fuses on the power 
supply 
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4.3 Service 


All repairs of optical or electronic components inside the instrument or any repair of the power supply 
may only be performed by service staff or specially authorized personnel. 


If service is required, please get in touch with your local agency or with 


Carl Zeiss 
Light Microscopy 


P.O.B. 4041 

37030 Gottingen 

GERM ANY 

Phone: ++49 551 5060 660 
Telefax: ++49 551 5060 464 
Internet: www.zeiss.de/micro 
E-M ail: micro@zeiss.de 
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List of abbreviations 


a 

AC 
A-Plan 
Br. 

CAN bus 
CSA 

DC 


Free working distance 

Alternating Current 

Achromatic objectives featuring improved image flatness (ICS line) 
suitable for eyeglass wearers 

Controller Area Network Communication Bus 
Canadian Standards Association 

Direct Current 

transmitted light / cover slip thickness 
diameter: 

Differential Interference Contrast 

German standards association 
documentation 

European Community 

European standards 

electromagnetic compatibility 

European Economic Community 

focusing 

brightfield 

halogen illuminator 

mercury vapor short-arc lamp 

brightfield / darkfield 

Infinity Color-Corrected System 

International Electrotechnical Commission 
International Protection (protection class) 
International Organization for Standardization 
Liquid Crystal Display 

Long Distance 

motoriziert 

numerical aperture 
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phase contrast 

flatfield 

Sub-Bus 

Single Lens Reflex 
wrench opening 
slow-blow (fuse type) 
Television 

Underwriter Laboratories 
visual 

Xenon short-arc lamp 
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